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April 25, 2022

Leigh Ann Wise
Energy Laboratories, MT
1120 S 27th St
Billings, MT 59101

Enclosed is your final report for ERA's WS-308 WatR™Supply Proficiency Testing (PT) study.  Your final report 
includes an evaluation of all results submitted by your laboratory to ERA.
 
Data Evaluation Protocols: All analytes in ERA's WS-308 WatR™Supply Proficiency Testing (PT) study have been 
evaluated using the following tiered approach. If the analyte is listed in the most current TNI Fields of Proficiency 
Testing (FoPT) table the evaluation was completed by comparing the reported result to the acceptance limits generated 
using the criteria contained in the table and the evaluation criteria contained in the 2016 TNI Standard, Volume 3.  If the 
analyte is not included in the TNI FoPT table, the reported result has been evaluated using the procedures outlined in 
ERA's Standard Operating Procedure for the Generation of Performance Acceptance Limits (SOP 730002268).

Corrective Action Help: As part of your accreditation(s), you may be required to identify the root cause of any "Not 
Acceptable" results, implement the necessary corrective actions, and then satisfy your PT requirements by participating 
in a Supplemental (QuiK™Response) or future ERA PT study.  ERA's technical staff is available to help your laboratory 
resolve any technical issues that may be impairing your PT performance and possibly affecting your routine data 
quality.  Our laboratory and technical staff have many years of collective experience in performing the full range of 
environmental analyses.  As part of our technical support, ERA offers QC samples that can be useful in helping you 
work through your technical issues. 

Thank you for your participation in ERA's WS-308 WatR™Supply Proficiency Testing study.  If you have any questions, 
please contact our Proficiency Testing Department at 1-800-372-0122.

Sincerely,

Matthew Seebeck
Quality Officer

attachments
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Report Recipient Contact/Phone Number Reporting Type

Alaska Shera Hickman / 907-375-8210 All Analytes

ANAB Zaneta Popovska / 414-501-5341 All Analytes

Colorado Thomas Lill / 303-692-3045 All Analytes

EPA Region 10 Katie Adams / 360-871-8700 All Analytes

EPA Region 8 Marcie Tidd / (303) 462-9476 All Analytes

Florida Vanessa Soto / 904-791-1599 All Analytes

Idaho Ernie Bader / 208-334-2235 x 290 All Analytes

Louisiana (WS) Grant Aucoin / 225-219-5235 All Analytes

Montana Russell Leu / 406-444-5259 All Analytes

Nebraska Tara Wulfekoetter / 402-471-8439 All Analytes

Nevada Paige Menicucci / 775-687-9311 All Analytes

North Dakota Cynthia Auen / 701-328-6172 All Analytes

South Dakota Rea Riggle / 605-773-3368 All Analytes

Texas Frank Jamison / (512) 239-3754 All Analytes

Washington Rebecca Wood / 360-871-8811 All Analytes
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WS-308 Definitions & Study Discussion
Study Dates: 03/07/2022 - 04/21/2022 Report Issued: 04/25/2022

WS Study Definitions WS Study Discussion

The Performance Evaluation:

Acceptable

Not Acceptable

No Evaluation

Reported Value falls within the 
Acceptance Limits.

Reported Value falls outside the 
Acceptance Limits.

Reported Value cannot be evaluated.

ERA's WS-308 WatR™Supply Proficiency Testing study has 
been reviewed by ERA senior management and certified 
compliant with the requirements of the 2016 TNI Standard 
and the criteria contained in the most current TNI Fields of 
Proficiency Testing (FoPT) table. 

ERA's WS-308 WatR™Supply study standards were 
examined for any anomalies.  A full review of all homogeneity, 
stability and accuracy verification data was completed.  All 
analytical verification data for all analytes in the standards 
met the acceptance criteria contained in the 2016 TNI 
Standard and the criteria contained in the most current TNI 
FoPT table.

All activities associated with this proficiency testing study 
were performed by Waters/ERA with the exception of those 
noted below.  The following physical samples/products were 
manufactured for Waters/ERA by a subcontractor:

  Microbiology products with the following catalog numbers:     
          880, 935, 079, 077, 080, 595, 595A, 576, 576A

The data submitted by participating laboratories was also 
examined for study anomalies.  There were no anomalies 
observed during the statistical review of the data.  

ERA's WS-308 WatR™Supply study reports shall not be 
reproduced except in their entirety and not without the 
permission of the participating laboratories.  The report must 
not be used by the participating laboratories to claim product 
endorsement by any agency of the U. S. government.  

The data contained herein are confidential and intended for 
your use only.

If you have any questions or concerns regarding your 
assessment in ERA's WatR™Supply Proficiency Testing 
program, please contact our Proficiency Testing Department 
at 1-800-372-0122.

The Method Description is the method the laboratory reported 
to ERA.

=

=

=

The Reported Value is the value that the laboratory reported 
to ERA.

The ERA Assigned Values are compliant with the most 
current TNI Fields of Proficiency Testing (FoPT) table.  A 
parameter not added to the standard is given an Assigned 
Value of "< PTRL" per the guidelines contained in the 2016 
TNI Standard.  The assigned values are directly traceable to 
the commercially prepared starting materials used to 
manufacture the PT standards. 

The Acceptance Limits are established per the criteria 
contained in the most current TNI FoPT table or ERA's SOP 
for the Generation of Performance Acceptance Limits™ as 
applicable.

Not Reported No Value reported.=
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Not Acceptable Evaluations
TNI

Analyte
Code

Analyte Units Reported Value Assigned Value Acceptance Limits Performance Evaluation Method Description

WS MicrobE™ (Coliforms) (cat# 080C, lot# S308-085C)

2500 Total Coliforms - Sample 6 CFU/100mL Absence Presence Presence Not Acceptable SM9223 COLISURE 22nd ED 2004 

2525 E.coli - Sample 6 CFU/100mL Absence Presence Presence Not Acceptable SM9223 COLISURE 22nd ED 2004 

WS MicrobE™ (Coliforms) (cat# 080D, lot# S308-085D)

2500 Total Coliforms - Sample 8 CFU/100mL Presence Absence Absence Not Acceptable SM9221B LTB 22nd ED 

WS Regulated Volatiles (cat# 840, lot# S308-703)

4975 Methylene chloride (Dichloromethane) µg/L 10.4 13.4 10.7 - 16.1 Not Acceptable EPA 524.2 4.1 1995 

WS Pesticides (cat# 850, lot# S308-709)

7025 Aldrin µg/L 0.189 0.540 0.235 - 0.694 Not Acceptable EPA 525.2 2 1995 

7065 Atrazine µg/L 6.43 13.9 7.64 - 20.2 Not Acceptable EPA 525.2 2 1995 

16341 Table Mountain Pkwy • Golden, CO 80403 • 800.372.0122 • 303.431.8454 • fax 303.421.0159 • www.eraqc.com Study # : WS-308
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Final Report Results For Laboratory 
Energy Laboratories, MT
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Study:

ERA Customer Number:

Laboratory Name:

WS-308

E351103

Energy Laboratories, MT

Inorganic Results

Final Evaluation Report
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Leigh Ann Wise
Billings QA Officer
Energy Laboratories, MT
1120 S 27th St
Billings, MT 59101
(406) 869-6276

EPA ID:
ERA Customer Number:
Report Issued:
Study Dates:

MT00005
E351103
04/25/2022
03/07/2022 - 04/21/2022

WS-308 Final Evaluation Report

TNI
Analyte
Code

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation Method Description Analysis 

Date Z Score Study 
Mean

Study 
Standard 
Deviation

Analyst Name

WS Hardness (cat# 555, lot# S308-693)

1035 Calcium mg/L 86.2 83.4 70.9 - 95.9 Acceptable EPA 200.7 4.4 1994 3/15/2022 0.543 84.3 3.45 rlh

1085 Magnesium mg/L 17.7 18.0 15.3 - 20.7 Acceptable EPA 200.7 4.4 1994 3/15/2022 -0.0724 17.8 1.00 rlh

1155 Sodium mg/L 19 18.2 15.5 - 20.9 Acceptable EPA 200.7 4.4 1994 3/15/2022 0.792 18.2 1.02 rlh

1550 Calcium Hardness as CaCO3 mg/L 215 208 177 - 239 Acceptable SM2340B 22nd ED 2011 3/22/2022 0.583 210 8.31 bap

1755 Total Hardness as CaCO3 mg/L 288 282 240 - 324 Acceptable SM2340B 22nd ED 2011 3/22/2022 0.687 283 7.85 bap

WS Hardness (cat# 555, lot# S308-693)

1035 Calcium mg/L 92 83.4 70.9 - 95.9 Acceptable EPA 200.8 5.4 1994 3/29/2022 2.22 84.3 3.45 car

1085 Magnesium mg/L 19.2 18.0 15.3 - 20.7 Acceptable EPA 200.8 5.4 1994 3/23/2022 1.42 17.8 1.00 srh

1155 Sodium mg/L 19.4 18.2 15.5 - 20.9 Acceptable EPA 200.8 5.4 1994 3/23/2022 1.18 18.2 1.02 srh

1550 Calcium Hardness as CaCO3 mg/L 208 177 - 239 Not Reported   210 8.31

1755 Total Hardness as CaCO3 mg/L 282 240 - 324 Not Reported   283 7.85

WS Inorganics (cat# 591, lot# S308-698)

1505 Alkalinity as CaCO3 mg/L 131 132 119 - 145 Acceptable SM2320B 22nd ED 2011 3/15/2022 -0.185 132 4.04 ftk

1575 Chloride mg/L 57.4 53.4 45.4 - 61.4 Acceptable EPA 300.0 2.1 1993 3/21/2022 1.50 54.2 2.15 caa

1610 Conductivity at 25°C µmhos/cm 817 848 763 - 933 Acceptable SM2510B 22nd ED 2011 3/15/2022 -1.64 844 16.7 ftk

1730 Fluoride mg/L 4.58 4.47 4.02 - 4.92 Acceptable EPA 300.0 2.1 1993 3/21/2022 0.466 4.48 0.217 caa

1820 Nitrate + Nitrite as N mg/L 10.5 9.59 8.15 - 11.0 Acceptable EPA 300.0 2.1 1993 3/21/2022 2.03 9.71 0.388 caa

1810 Nitrate as N mg/L 10.5 9.59 8.63 - 10.5 Acceptable EPA 300.0 2.1 1993 3/21/2022 2.12 9.66 0.395 caa

1125 Potassium mg/L 38 36.0 30.6 - 41.4 Acceptable EPA 200.7 4.4 1994 3/15/2022 0.888 36.4 1.84 rlh

2000 Sulfate mg/L 152 140 119 - 161 Acceptable EPA 300.0 2.1 1993 3/21/2022 1.80 142 5.84 caa

1955 Total Dissolved Solids at 180°C mg/L 654 662 530 - 794 Acceptable SM2540C 22nd ED 2011 3/15/2022 0.362 643 30.4 mjb
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Leigh Ann Wise
Billings QA Officer
Energy Laboratories, MT
1120 S 27th St
Billings, MT 59101
(406) 869-6276

EPA ID:
ERA Customer Number:
Report Issued:
Study Dates:

MT00005
E351103
04/25/2022
03/07/2022 - 04/21/2022

WS-308 Final Evaluation Report

TNI
Analyte
Code

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation Method Description Analysis 

Date Z Score Study 
Mean

Study 
Standard 
Deviation

Analyst Name

WS Inorganics (cat# 591, lot# S308-698)

1505 Alkalinity as CaCO3 mg/L 132 119 - 145 Not Reported   132 4.04

1575 Chloride mg/L 53.4 45.4 - 61.4 Not Reported   54.2 2.15

1610 Conductivity at 25°C µmhos/cm 848 763 - 933 Not Reported   844 16.7

1730 Fluoride mg/L 4.37 4.47 4.02 - 4.92 Acceptable SM4500F- C 22nd ED 2011 3/15/2022 -0.501 4.48 0.217 mjb

1820 Nitrate + Nitrite as N mg/L 9.97 9.59 8.15 - 11.0 Acceptable EPA 353.2 2 1993 3/22/2022 0.661 9.71 0.388 krt

1810 Nitrate as N mg/L 9.97 9.59 8.63 - 10.5 Acceptable EPA 353.2 (calc)  3/23/2022 0.782 9.66 0.395 bap

1125 Potassium mg/L 36.1 36.0 30.6 - 41.4 Acceptable EPA 200.8 5.4 1994 3/23/2022 -0.148 36.4 1.84 srh

2000 Sulfate mg/L 140 119 - 161 Not Reported   142 5.84

1955 Total Dissolved Solids at 180°C mg/L 662 530 - 794 Not Reported   643 30.4

WS pH (cat# 552, lot# S308-779)

1900 pH S.U. 7.32 7.44 7.24 - 7.64 Acceptable SM4500H+ B 22nd ED 2011 3/15/2022 -2.82 7.47 0.0538 ftk
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Leigh Ann Wise
Billings QA Officer
Energy Laboratories, MT
1120 S 27th St
Billings, MT 59101
(406) 869-6276

EPA ID:
ERA Customer Number:
Report Issued:
Study Dates:

MT00005
E351103
04/25/2022
03/07/2022 - 04/21/2022

WS-308 Final Evaluation Report

TNI
Analyte
Code

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation Method Description Analysis 

Date Z Score Study 
Mean

Study 
Standard 
Deviation

Analyst Name

WS Metals (cat# 590, lot# S308-697)

1000 Aluminum µg/L 888 877 745 - 1010 Acceptable EPA 200.8 5.4 1994 3/29/2022 0.125 881 52.7 car

1005 Antimony µg/L 43.5 46.0 32.2 - 59.8 Acceptable EPA 200.8 5.4 1994 3/29/2022 -0.121 43.9 3.19 car

1010 Arsenic µg/L 37.4 26.2 - 48.6 Not Reported   36.4 2.14

1015 Barium µg/L 856 860 731 - 989 Acceptable EPA 200.8 5.4 1994 3/29/2022 0.181 847 47.9 car

1020 Beryllium µg/L 3.07 2.79 2.37 - 3.21 Acceptable EPA 200.8 5.4 1994 3/29/2022 1.15 2.81 0.229 car

1025 Boron µg/L 1764 1900 1620 - 2180 Acceptable EPA 200.8 5.4 1994 3/31/2022 -1.30 1870 82.7 car

1030 Cadmium µg/L 13.3 10.6 - 16.0 Not Reported   12.8 0.759

1040 Chromium µg/L 46.8 39.8 - 53.8 Not Reported   46.5 2.46

1055 Copper µg/L 1825 1750 1580 - 1920 Acceptable EPA 200.8 5.4 1994 3/31/2022 1.09 1740 81.1 car

1070 Iron µg/L 1540 1310 - 1770 Not Reported   1560 71.9

1075 Lead µg/L 80.5 81.7 57.2 - 106 Acceptable EPA 200.8 5.4 1994 3/29/2022 0.00431 80.5 4.15 car

1090 Manganese µg/L 810 688 - 932 Not Reported   819 40.0

1100 Molybdenum µg/L 57.6 60.0 51.0 - 69.0 Acceptable EPA 200.8 5.4 1994 3/29/2022 -0.221 58.4 3.67 car

1105 Nickel µg/L 285 242 - 328 Not Reported   290 11.2

1140 Selenium µg/L 62.6 59.5 47.6 - 71.4 Acceptable EPA 200.8 5.4 1994 3/29/2022 0.949 58.9 3.85 car

1150 Silver µg/L 86.7 87.0 60.9 - 113 Acceptable EPA 200.8 5.4 1994 3/31/2022 -0.0656 86.9 3.76 car

1165 Thallium µg/L 4.88 3.42 - 6.34 Not Reported   4.73 0.235

1185 Vanadium µg/L 542 525 446 - 604 Acceptable EPA 200.8 5.4 1994 3/29/2022 1.04 516 25.3 car

1190 Zinc µg/L 265 225 - 305 Not Reported   267 17.1
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Leigh Ann Wise
Billings QA Officer
Energy Laboratories, MT
1120 S 27th St
Billings, MT 59101
(406) 869-6276

EPA ID:
ERA Customer Number:
Report Issued:
Study Dates:

MT00005
E351103
04/25/2022
03/07/2022 - 04/21/2022

WS-308 Final Evaluation Report

TNI
Analyte
Code

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation Method Description Analysis 

Date Z Score Study 
Mean

Study 
Standard 
Deviation

Analyst Name

WS Metals (cat# 590, lot# S308-697)

1000 Aluminum µg/L 945 877 745 - 1010 Acceptable EPA 200.7 4.4 1994 3/15/2022 1.21 881 52.7 rlh

1005 Antimony µg/L 46.0 32.2 - 59.8 Not Reported   43.9 3.19

1010 Arsenic µg/L 37.4 26.2 - 48.6 Not Reported   36.4 2.14

1015 Barium µg/L 897 860 731 - 989 Acceptable EPA 200.7 4.4 1994 3/15/2022 1.04 847 47.9 rlh

1020 Beryllium µg/L 2.64 2.79 2.37 - 3.21 Acceptable EPA 200.7 4.4 1994 3/15/2022 -0.732 2.81 0.229 rlh

1025 Boron µg/L 2027 1900 1620 - 2180 Acceptable EPA 200.7 4.4 1994 3/15/2022 1.88 1870 82.7 rlh

1030 Cadmium µg/L 13.3 13.3 10.6 - 16.0 Acceptable EPA 200.7 4.4 1994 3/15/2022 0.611 12.8 0.759 rlh

1040 Chromium µg/L 47.2 46.8 39.8 - 53.8 Acceptable EPA 200.7 4.4 1994 3/15/2022 0.282 46.5 2.46 rlh

1055 Copper µg/L 1797 1750 1580 - 1920 Acceptable EPA 200.7 4.4 1994 3/15/2022 0.741 1740 81.1 rlh

1070 Iron µg/L 1640 1540 1310 - 1770 Acceptable EPA 200.7 4.4 1994 3/15/2022 1.09 1560 71.9 rlh

1075 Lead µg/L 81.7 57.2 - 106 Not Reported   80.5 4.15

1090 Manganese µg/L 864 810 688 - 932 Acceptable EPA 200.7 4.4 1994 3/15/2022 1.14 819 40.0 rlh

1100 Molybdenum µg/L 60.0 51.0 - 69.0 Not Reported   58.4 3.67

1105 Nickel µg/L 284 285 242 - 328 Acceptable EPA 200.7 4.4 1994 3/15/2022 -0.525 290 11.2 rlh

1140 Selenium µg/L 59.5 47.6 - 71.4 Not Reported   58.9 3.85

1150 Silver µg/L 86 87.0 60.9 - 113 Acceptable EPA 200.7 4.4 1994 3/15/2022 -0.252 86.9 3.76 rlh

1165 Thallium µg/L 4.88 3.42 - 6.34 Not Reported   4.73 0.235

1185 Vanadium µg/L 525 525 446 - 604 Acceptable EPA 200.7 4.4 1994 3/15/2022 0.369 516 25.3 rlh

1190 Zinc µg/L 278 265 225 - 305 Acceptable EPA 200.7 4.4 1994 3/15/2022 0.644 267 17.1 rlh
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Leigh Ann Wise
Billings QA Officer
Energy Laboratories, MT
1120 S 27th St
Billings, MT 59101
(406) 869-6276

EPA ID:
ERA Customer Number:
Report Issued:
Study Dates:

MT00005
E351103
04/25/2022
03/07/2022 - 04/21/2022

WS-308 Final Evaluation Report

TNI
Analyte
Code

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation Method Description Analysis 

Date Z Score Study 
Mean

Study 
Standard 
Deviation

Analyst Name

WS Metals (cat# 590, lot# S308-697)

1000 Aluminum µg/L 877 745 - 1010 Not Reported   881 52.7

1005 Antimony µg/L 46.0 32.2 - 59.8 Not Reported   43.9 3.19

1010 Arsenic µg/L 35.8 37.4 26.2 - 48.6 Acceptable EPA 200.8 5.4 1994 3/23/2022 -0.266 36.4 2.14 srh

1015 Barium µg/L 860 731 - 989 Not Reported   847 47.9

1020 Beryllium µg/L 2.79 2.37 - 3.21 Not Reported   2.81 0.229

1025 Boron µg/L 1900 1620 - 2180 Not Reported   1870 82.7

1030 Cadmium µg/L 12.8 13.3 10.6 - 16.0 Acceptable EPA 200.8 5.4 1994 3/23/2022 -0.0480 12.8 0.759 srh

1040 Chromium µg/L 48.2 46.8 39.8 - 53.8 Acceptable EPA 200.8 5.4 1994 3/23/2022 0.688 46.5 2.46 srh

1055 Copper µg/L 1750 1580 - 1920 Not Reported   1740 81.1

1070 Iron µg/L 1581 1540 1310 - 1770 Acceptable EPA 200.8 5.4 1994 3/23/2022 0.271 1560 71.9 srh

1075 Lead µg/L 81.7 57.2 - 106 Not Reported   80.5 4.15

1090 Manganese µg/L 840 810 688 - 932 Acceptable EPA 200.8 5.4 1994 3/23/2022 0.536 819 40.0 srh

1100 Molybdenum µg/L 60.0 51.0 - 69.0 Not Reported   58.4 3.67

1105 Nickel µg/L 295 285 242 - 328 Acceptable EPA 200.8 5.4 1994 3/23/2022 0.460 290 11.2 srh

1140 Selenium µg/L 59.5 47.6 - 71.4 Not Reported   58.9 3.85

1150 Silver µg/L 87.0 60.9 - 113 Not Reported   86.9 3.76

1165 Thallium µg/L 4.82 4.88 3.42 - 6.34 Acceptable EPA 200.8 5.4 1994 3/23/2022 0.371 4.73 0.235 srh

1185 Vanadium µg/L 525 446 - 604 Not Reported   516 25.3

1190 Zinc µg/L 281 265 225 - 305 Acceptable EPA 200.8 5.4 1994 3/23/2022 0.820 267 17.1 srh

WS Mercury (cat# 551, lot# S308-666)

1095 Mercury µg/L 4.87 6.55 4.58 - 8.52 Acceptable EPA 200.8 5.4 1994 4/5/2022 -1.36 6.37 1.10 car
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Leigh Ann Wise
Billings QA Officer
Energy Laboratories, MT
1120 S 27th St
Billings, MT 59101
(406) 869-6276

EPA ID:
ERA Customer Number:
Report Issued:
Study Dates:

MT00005
E351103
04/25/2022
03/07/2022 - 04/21/2022

WS-308 Final Evaluation Report

TNI
Analyte
Code

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation Method Description Analysis 

Date Z Score Study 
Mean

Study 
Standard 
Deviation

Analyst Name

WS Mercury (cat# 551, lot# S308-666)

1095 Mercury µg/L 4.95 6.55 4.58 - 8.52 Acceptable EPA 245.1 3 1994 3/25/2022 -1.29 6.37 1.10 jpv

WS Inorganic Disinfection #2 (cat# 5260, lot# S308-5262)

1535 Bromate µg/L 43.7 30.6 - 56.8 Not Reported   40.1 1.31

1540 Bromide µg/L 252 235 200 - 270 Acceptable EPA 300.0 2.1 1993 3/21/2022 1.79 228 13.5 caa

WS Nitrite (cat# 594, lot# S308-695)

1840 Nitrite as N mg/L 0.466 0.433 0.368 - 0.498 Acceptable EPA 353.2 2 1993 3/15/2022 1.44 0.431 0.0245 cc

WS Nitrite (cat# 594, lot# S308-695)

1840 Nitrite as N mg/L 0.371 0.433 0.368 - 0.498 Acceptable EPA 300.0 2.1 1993 3/16/2022 -2.44 0.431 0.0245 jpv

WS o-Phosphate Nutrients (cat# 558, lot# S308-667)

1870 ortho-Phosphate as P mg/L 3.68 3.66 3.11 - 4.21 Acceptable EPA 365.1 2 1993 3/16/2022 -0.309 3.73 0.146 mh

WS Residual Chlorine (cat# 593, lot# S308-696)

1945 Free Residual Chlorine mg/L 0.74 0.747 0.582 - 0.913 Acceptable SM4500Cl G 22nd ED 2011 3/17/2022 0.0495 0.738 0.0450 kmt

1940 Total Residual Chlorine mg/L 0.75 0.771 0.642 - 0.891 Acceptable SM4500Cl G 22nd ED 2011 3/17/2022 -0.301 0.764 0.0456 kmt

WS Cyanide (cat# 556, lot# S308-983)

1635 Cyanide mg/L 0.469 0.352 - 0.586 Not Reported   0.455 0.0324

1640 Cyanide, Free mg/L 0.469 0.352 - 0.586 Not Reported   0.436 0.0413

1645 Cyanide, total mg/L 0.411 0.469 0.352 - 0.586 Acceptable EPA 335.4 1993 3/17/2022 -1.10 0.447 0.0324 mas
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Leigh Ann Wise
Billings QA Officer
Energy Laboratories, MT
1120 S 27th St
Billings, MT 59101
(406) 869-6276

EPA ID:
ERA Customer Number:
Report Issued:
Study Dates:

MT00005
E351103
04/25/2022
03/07/2022 - 04/21/2022

WS-308 Final Evaluation Report

TNI
Analyte
Code

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation Method Description Analysis 

Date Z Score Study 
Mean

Study 
Standard 
Deviation

Analyst Name

WS Cyanide (cat# 556, lot# S308-983)

1635 Cyanide mg/L 0.469 0.352 - 0.586 Not Reported   0.455 0.0324

1640 Cyanide, Free mg/L 0.469 0.352 - 0.586 Not Reported   0.436 0.0413

1645 Cyanide, total mg/L 0.452 0.469 0.352 - 0.586 Acceptable Kelada 01 1.2 2001 3/16/2022 0.169 0.447 0.0324 mas

WS Cyanide (cat# 556, lot# S308-983)

1635 Cyanide mg/L 0.469 0.352 - 0.586 Not Reported   0.455 0.0324

1640 Cyanide, Free mg/L 0.401 0.469 0.352 - 0.586 Acceptable SM4500CN F 22nd ED 2011 3/16/2022 -0.839 0.436 0.0413 mas

1645 Cyanide, total mg/L 0.469 0.352 - 0.586 Not Reported   0.447 0.0324

WS Turbidity (cat# 592, lot# S308-699)

2055 Turbidity NTU 5.99 6.50 5.53 - 7.27 Acceptable SM2130B 22nd ED 2011 3/15/2022 -1.94 6.65 0.339 pjw
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Leigh Ann Wise
Billings QA Officer
Energy Laboratories, MT
1120 S 27th St
Billings, MT 59101
(406) 869-6276

EPA ID:
ERA Customer Number:
Report Issued:
Study Dates:

MT00005
E351103
04/25/2022
03/07/2022 - 04/21/2022

WS-308 Final Evaluation Report

TNI
Analyte
Code

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation Method Description Analysis 

Date Z Score Study 
Mean

Study 
Standard 
Deviation

Analyst Name

WS MicrobE™ (Coliforms) (cat# 080A, lot# S308-085A)

2500 Total Coliforms - Sample 1 CFU/100mL Absence Absence Absence Acceptable SM9223 COLert18 22nd ED 
2004 3/14/2022 spb

2500 Total Coliforms - Sample 2 CFU/100mL Absence Absence Absence Acceptable SM9223 COLert18 22nd ED 
2004 3/14/2022 spb

2500 Total Coliforms - Sample 3 CFU/100mL Absence Absence Absence Acceptable SM9223 COLert18 22nd ED 
2004 3/14/2022 spb

2500 Total Coliforms - Sample 4 CFU/100mL Presence Presence Presence Acceptable SM9223 COLert18 22nd ED 
2004 3/14/2022 spb

2500 Total Coliforms - Sample 5 CFU/100mL Presence Presence Presence Acceptable SM9223 COLert18 22nd ED 
2004 3/14/2022 spb

2500 Total Coliforms - Sample 6 CFU/100mL Absence Absence Absence Acceptable SM9223 COLert18 22nd ED 
2004 3/14/2022 spb

2500 Total Coliforms - Sample 7 CFU/100mL Presence Presence Presence Acceptable SM9223 COLert18 22nd ED 
2004 3/14/2022 spb

2500 Total Coliforms - Sample 8 CFU/100mL Presence Presence Presence Acceptable SM9223 COLert18 22nd ED 
2004 3/14/2022 spb

2500 Total Coliforms - Sample 9 CFU/100mL Presence Presence Presence Acceptable SM9223 COLert18 22nd ED 
2004 3/14/2022 spb

2500 Total Coliforms - Sample 10 CFU/100mL Presence Presence Presence Acceptable SM9223 COLert18 22nd ED 
2004 3/14/2022 spb

Total Coliforms Evaluation : Acceptable

Fecal Coliforms Evaluation : Not Reported

E.coli Evaluation : Acceptable

Fecal Coliform Organism - Escherichia coli (ATCC 35421), Samples 4, 8 and 9
Total Coliform Organism - Enterobacter cloacae (NCTC 10005), Samples 5, 7 and 10
Negative (1) Coliform Organism - Proteus mirabilis ( NCIMB 13283), Sample 6
Negative (2) Coliform Organism - Pseudomonas aeruginosa ( NCIMB 12469), Sample 3
Blank - Blank Pellet (Qualitative), Samples 1 and 2
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Leigh Ann Wise
Billings QA Officer
Energy Laboratories, MT
1120 S 27th St
Billings, MT 59101
(406) 869-6276

EPA ID:
ERA Customer Number:
Report Issued:
Study Dates:

MT00005
E351103
04/25/2022
03/07/2022 - 04/21/2022

WS-308 Final Evaluation Report

TNI
Analyte
Code

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation Method Description Analysis 

Date Z Score Study 
Mean

Study 
Standard 
Deviation

Analyst Name

WS MicrobE™ (Coliforms) (cat# 080A, lot# S308-085A) (Continued)

2530 Fecal Coliforms - Sample 1 CFU/100mL Absence Absence Not Reported   

2530 Fecal Coliforms - Sample 2 CFU/100mL Absence Absence Not Reported   

2530 Fecal Coliforms - Sample 3 CFU/100mL Absence Absence Not Reported   

2530 Fecal Coliforms - Sample 4 CFU/100mL Presence Presence Not Reported   

2530 Fecal Coliforms - Sample 5 CFU/100mL Absence Absence Not Reported   

2530 Fecal Coliforms - Sample 6 CFU/100mL Absence Absence Not Reported   

2530 Fecal Coliforms - Sample 7 CFU/100mL Absence Absence Not Reported   

2530 Fecal Coliforms - Sample 8 CFU/100mL Presence Presence Not Reported   

2530 Fecal Coliforms - Sample 9 CFU/100mL Presence Presence Not Reported   

2530 Fecal Coliforms - Sample 10 CFU/100mL Absence Absence Not Reported   

Total Coliforms Evaluation : Acceptable

Fecal Coliforms Evaluation : Not Reported

E.coli Evaluation : Acceptable

Fecal Coliform Organism - Escherichia coli (ATCC 35421), Samples 4, 8 and 9
Total Coliform Organism - Enterobacter cloacae (NCTC 10005), Samples 5, 7 and 10
Negative (1) Coliform Organism - Proteus mirabilis ( NCIMB 13283), Sample 6
Negative (2) Coliform Organism - Pseudomonas aeruginosa ( NCIMB 12469), Sample 3
Blank - Blank Pellet (Qualitative), Samples 1 and 2

16341 Table Mountain Pkwy • Golden, CO 80403 • 800.372.0122 • 303.431.8454 • fax 303.421.0159 • www.eraqc.com Study # : WS-308

All analytes are included in ERA’s A2LA accreditation. Lab Code: 1539-01

Ver. 1
Page 17 of 39



Leigh Ann Wise
Billings QA Officer
Energy Laboratories, MT
1120 S 27th St
Billings, MT 59101
(406) 869-6276

EPA ID:
ERA Customer Number:
Report Issued:
Study Dates:

MT00005
E351103
04/25/2022
03/07/2022 - 04/21/2022

WS-308 Final Evaluation Report

TNI
Analyte
Code

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation Method Description Analysis 

Date Z Score Study 
Mean

Study 
Standard 
Deviation

Analyst Name

WS MicrobE™ (Coliforms) (cat# 080A, lot# S308-085A) (Continued)

2525 E.coli - Sample 1 CFU/100mL Absence Absence Absence Acceptable SM9223 COLert18 22nd ED 
2004 3/14/2022 spb

2525 E.coli - Sample 2 CFU/100mL Absence Absence Absence Acceptable SM9223 COLert18 22nd ED 
2004 3/14/2022 spb

2525 E.coli - Sample 3 CFU/100mL Absence Absence Absence Acceptable SM9223 COLert18 22nd ED 
2004 3/14/2022 spb

2525 E.coli - Sample 4 CFU/100mL Presence Presence Presence Acceptable SM9223 COLert18 22nd ED 
2004 3/14/2022 spb

2525 E.coli - Sample 5 CFU/100mL Absence Absence Absence Acceptable SM9223 COLert18 22nd ED 
2004 3/14/2022 spb

2525 E.coli - Sample 6 CFU/100mL Absence Absence Absence Acceptable SM9223 COLert18 22nd ED 
2004 3/14/2022 spb

2525 E.coli - Sample 7 CFU/100mL Absence Absence Absence Acceptable SM9223 COLert18 22nd ED 
2004 3/14/2022 spb

2525 E.coli - Sample 8 CFU/100mL Presence Presence Presence Acceptable SM9223 COLert18 22nd ED 
2004 3/14/2022 spb

2525 E.coli - Sample 9 CFU/100mL Presence Presence Presence Acceptable SM9223 COLert18 22nd ED 
2004 3/14/2022 spb

2525 E.coli - Sample 10 CFU/100mL Absence Absence Absence Acceptable SM9223 COLert18 22nd ED 
2004 3/14/2022 spb

Total Coliforms Evaluation : Acceptable

Fecal Coliforms Evaluation : Not Reported

E.coli Evaluation : Acceptable

Fecal Coliform Organism - Escherichia coli (ATCC 35421), Samples 4, 8 and 9
Total Coliform Organism - Enterobacter cloacae (NCTC 10005), Samples 5, 7 and 10
Negative (1) Coliform Organism - Proteus mirabilis ( NCIMB 13283), Sample 6
Negative (2) Coliform Organism - Pseudomonas aeruginosa ( NCIMB 12469), Sample 3
Blank - Blank Pellet (Qualitative), Samples 1 and 2
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Leigh Ann Wise
Billings QA Officer
Energy Laboratories, MT
1120 S 27th St
Billings, MT 59101
(406) 869-6276

EPA ID:
ERA Customer Number:
Report Issued:
Study Dates:

MT00005
E351103
04/25/2022
03/07/2022 - 04/21/2022

WS-308 Final Evaluation Report

TNI
Analyte
Code

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation Method Description Analysis 

Date Z Score Study 
Mean

Study 
Standard 
Deviation

Analyst Name

WS MicrobE™ (Coliforms) (cat# 080B, lot# S308-085B)

2500 Total Coliforms - Sample 1 CFU/100mL Absence Absence Absence Acceptable SM9223 COLILERT 22nd ED 
2004 3/14/2022 spb

2500 Total Coliforms - Sample 2 CFU/100mL Absence Absence Absence Acceptable SM9223 COLILERT 22nd ED 
2004 3/14/2022 spb

2500 Total Coliforms - Sample 3 CFU/100mL Presence Presence Presence Acceptable SM9223 COLILERT 22nd ED 
2004 3/14/2022 spb

2500 Total Coliforms - Sample 4 CFU/100mL Absence Absence Absence Acceptable SM9223 COLILERT 22nd ED 
2004 3/14/2022 spb

2500 Total Coliforms - Sample 5 CFU/100mL Presence Presence Presence Acceptable SM9223 COLILERT 22nd ED 
2004 3/14/2022 spb

2500 Total Coliforms - Sample 6 CFU/100mL Presence Presence Presence Acceptable SM9223 COLILERT 22nd ED 
2004 3/14/2022 spb

2500 Total Coliforms - Sample 7 CFU/100mL Presence Presence Presence Acceptable SM9223 COLILERT 22nd ED 
2004 3/14/2022 spb

2500 Total Coliforms - Sample 8 CFU/100mL Presence Presence Presence Acceptable SM9223 COLILERT 22nd ED 
2004 3/14/2022 spb

2500 Total Coliforms - Sample 9 CFU/100mL Absence Absence Absence Acceptable SM9223 COLILERT 22nd ED 
2004 3/14/2022 spb

2500 Total Coliforms - Sample 10 CFU/100mL Presence Presence Presence Acceptable SM9223 COLILERT 22nd ED 
2004 3/14/2022 spb

Total Coliforms Evaluation : Acceptable

Fecal Coliforms Evaluation : Not Reported

E.coli Evaluation : Acceptable

Fecal Coliform Organism - Escherichia coli (ATCC 35421), Samples 3, 7 and 10
Total Coliform Organism - Enterobacter cloacae (NCTC 10005), Samples 5, 6 and 8
Negative (1) Coliform Organism - Proteus mirabilis ( NCIMB 13283), Sample 1
Negative (2) Coliform Organism - Pseudomonas aeruginosa ( NCIMB 12469), Sample 4
Blank - Blank Pellet (Qualitative), Samples 2 and 9
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Leigh Ann Wise
Billings QA Officer
Energy Laboratories, MT
1120 S 27th St
Billings, MT 59101
(406) 869-6276

EPA ID:
ERA Customer Number:
Report Issued:
Study Dates:

MT00005
E351103
04/25/2022
03/07/2022 - 04/21/2022

WS-308 Final Evaluation Report

TNI
Analyte
Code

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation Method Description Analysis 

Date Z Score Study 
Mean

Study 
Standard 
Deviation

Analyst Name

WS MicrobE™ (Coliforms) (cat# 080B, lot# S308-085B) (Continued)

2530 Fecal Coliforms - Sample 1 CFU/100mL Absence Absence Not Reported   

2530 Fecal Coliforms - Sample 2 CFU/100mL Absence Absence Not Reported   

2530 Fecal Coliforms - Sample 3 CFU/100mL Presence Presence Not Reported   

2530 Fecal Coliforms - Sample 4 CFU/100mL Absence Absence Not Reported   

2530 Fecal Coliforms - Sample 5 CFU/100mL Absence Absence Not Reported   

2530 Fecal Coliforms - Sample 6 CFU/100mL Absence Absence Not Reported   

2530 Fecal Coliforms - Sample 7 CFU/100mL Presence Presence Not Reported   

2530 Fecal Coliforms - Sample 8 CFU/100mL Absence Absence Not Reported   

2530 Fecal Coliforms - Sample 9 CFU/100mL Absence Absence Not Reported   

2530 Fecal Coliforms - Sample 10 CFU/100mL Presence Presence Not Reported   

Total Coliforms Evaluation : Acceptable

Fecal Coliforms Evaluation : Not Reported

E.coli Evaluation : Acceptable

Fecal Coliform Organism - Escherichia coli (ATCC 35421), Samples 3, 7 and 10
Total Coliform Organism - Enterobacter cloacae (NCTC 10005), Samples 5, 6 and 8
Negative (1) Coliform Organism - Proteus mirabilis ( NCIMB 13283), Sample 1
Negative (2) Coliform Organism - Pseudomonas aeruginosa ( NCIMB 12469), Sample 4
Blank - Blank Pellet (Qualitative), Samples 2 and 9
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Leigh Ann Wise
Billings QA Officer
Energy Laboratories, MT
1120 S 27th St
Billings, MT 59101
(406) 869-6276

EPA ID:
ERA Customer Number:
Report Issued:
Study Dates:

MT00005
E351103
04/25/2022
03/07/2022 - 04/21/2022

WS-308 Final Evaluation Report

TNI
Analyte
Code

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation Method Description Analysis 

Date Z Score Study 
Mean

Study 
Standard 
Deviation

Analyst Name

WS MicrobE™ (Coliforms) (cat# 080B, lot# S308-085B) (Continued)

2525 E.coli - Sample 1 CFU/100mL Absence Absence Absence Acceptable SM9223 COLILERT 22nd ED 
2004 3/14/2022 spb

2525 E.coli - Sample 2 CFU/100mL Absence Absence Absence Acceptable SM9223 COLILERT 22nd ED 
2004 3/14/2022 spb

2525 E.coli - Sample 3 CFU/100mL Presence Presence Presence Acceptable SM9223 COLILERT 22nd ED 
2004 3/14/2022 spb

2525 E.coli - Sample 4 CFU/100mL Absence Absence Absence Acceptable SM9223 COLILERT 22nd ED 
2004 3/14/2022 spb

2525 E.coli - Sample 5 CFU/100mL Absence Absence Absence Acceptable SM9223 COLILERT 22nd ED 
2004 3/14/2022 spb

2525 E.coli - Sample 6 CFU/100mL Absence Absence Absence Acceptable SM9223 COLILERT 22nd ED 
2004 3/14/2022 spb

2525 E.coli - Sample 7 CFU/100mL Presence Presence Presence Acceptable SM9223 COLILERT 22nd ED 
2004 3/14/2022 spb

2525 E.coli - Sample 8 CFU/100mL Absence Absence Absence Acceptable SM9223 COLILERT 22nd ED 
2004 3/14/2022 spb

2525 E.coli - Sample 9 CFU/100mL Absence Absence Absence Acceptable SM9223 COLILERT 22nd ED 
2004 3/14/2022 spb

2525 E.coli - Sample 10 CFU/100mL Presence Presence Presence Acceptable SM9223 COLILERT 22nd ED 
2004 3/14/2022 spb

Total Coliforms Evaluation : Acceptable

Fecal Coliforms Evaluation : Not Reported

E.coli Evaluation : Acceptable

Fecal Coliform Organism - Escherichia coli (ATCC 35421), Samples 3, 7 and 10
Total Coliform Organism - Enterobacter cloacae (NCTC 10005), Samples 5, 6 and 8
Negative (1) Coliform Organism - Proteus mirabilis ( NCIMB 13283), Sample 1
Negative (2) Coliform Organism - Pseudomonas aeruginosa ( NCIMB 12469), Sample 4
Blank - Blank Pellet (Qualitative), Samples 2 and 9
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Leigh Ann Wise
Billings QA Officer
Energy Laboratories, MT
1120 S 27th St
Billings, MT 59101
(406) 869-6276

EPA ID:
ERA Customer Number:
Report Issued:
Study Dates:

MT00005
E351103
04/25/2022
03/07/2022 - 04/21/2022

WS-308 Final Evaluation Report

TNI
Analyte
Code

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation Method Description Analysis 

Date Z Score Study 
Mean

Study 
Standard 
Deviation

Analyst Name

WS MicrobE™ (Coliforms) (cat# 080C, lot# S308-085C)

2500 Total Coliforms - Sample 1 CFU/100mL Presence Presence Presence Acceptable SM9223 COLISURE 22nd ED 
2004 3/14/2022 spb

2500 Total Coliforms - Sample 2 CFU/100mL Absence Absence Absence Acceptable SM9223 COLISURE 22nd ED 
2004 3/14/2022 spb

2500 Total Coliforms - Sample 3 CFU/100mL Presence Presence Presence Acceptable SM9223 COLISURE 22nd ED 
2004 3/14/2022 spb

2500 Total Coliforms - Sample 4 CFU/100mL Absence Absence Absence Acceptable SM9223 COLISURE 22nd ED 
2004 3/14/2022 spb

2500 Total Coliforms - Sample 5 CFU/100mL Presence Presence Presence Acceptable SM9223 COLISURE 22nd ED 
2004 3/14/2022 spb

2500 Total Coliforms - Sample 6 CFU/100mL Absence Presence Presence Not Acceptable SM9223 COLISURE 22nd ED 
2004 3/14/2022 spb

2500 Total Coliforms - Sample 7 CFU/100mL Presence Presence Presence Acceptable SM9223 COLISURE 22nd ED 
2004 3/14/2022 spb

2500 Total Coliforms - Sample 8 CFU/100mL Presence Presence Presence Acceptable SM9223 COLISURE 22nd ED 
2004 3/14/2022 spb

2500 Total Coliforms - Sample 9 CFU/100mL Absence Absence Absence Acceptable SM9223 COLISURE 22nd ED 
2004 3/14/2022 spb

2500 Total Coliforms - Sample 10 CFU/100mL Absence Absence Absence Acceptable SM9223 COLISURE 22nd ED 
2004 3/14/2022 spb

Total Coliforms Evaluation : Not Acceptable

Fecal Coliforms Evaluation : Not Reported

E.coli Evaluation : Not Acceptable

Fecal Coliform Organism - Escherichia coli (ATCC 35421), Samples 1, 6 and 8
Total Coliform Organism - Enterobacter cloacae (NCTC 10005), Samples 3, 5 and 7
Negative (1) Coliform Organism - Proteus mirabilis ( NCIMB 13283), Sample 10
Negative (2) Coliform Organism - Pseudomonas aeruginosa ( NCIMB 12469), Sample 4
Blank - Blank Pellet (Qualitative), Samples 2 and 9
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Leigh Ann Wise
Billings QA Officer
Energy Laboratories, MT
1120 S 27th St
Billings, MT 59101
(406) 869-6276

EPA ID:
ERA Customer Number:
Report Issued:
Study Dates:

MT00005
E351103
04/25/2022
03/07/2022 - 04/21/2022

WS-308 Final Evaluation Report

TNI
Analyte
Code

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation Method Description Analysis 

Date Z Score Study 
Mean

Study 
Standard 
Deviation

Analyst Name

WS MicrobE™ (Coliforms) (cat# 080C, lot# S308-085C) (Continued)

2530 Fecal Coliforms - Sample 1 CFU/100mL Presence Presence Not Reported   

2530 Fecal Coliforms - Sample 2 CFU/100mL Absence Absence Not Reported   

2530 Fecal Coliforms - Sample 3 CFU/100mL Absence Absence Not Reported   

2530 Fecal Coliforms - Sample 4 CFU/100mL Absence Absence Not Reported   

2530 Fecal Coliforms - Sample 5 CFU/100mL Absence Absence Not Reported   

2530 Fecal Coliforms - Sample 6 CFU/100mL Presence Presence Not Reported   

2530 Fecal Coliforms - Sample 7 CFU/100mL Absence Absence Not Reported   

2530 Fecal Coliforms - Sample 8 CFU/100mL Presence Presence Not Reported   

2530 Fecal Coliforms - Sample 9 CFU/100mL Absence Absence Not Reported   

2530 Fecal Coliforms - Sample 10 CFU/100mL Absence Absence Not Reported   

Total Coliforms Evaluation : Not Acceptable

Fecal Coliforms Evaluation : Not Reported

E.coli Evaluation : Not Acceptable

Fecal Coliform Organism - Escherichia coli (ATCC 35421), Samples 1, 6 and 8
Total Coliform Organism - Enterobacter cloacae (NCTC 10005), Samples 3, 5 and 7
Negative (1) Coliform Organism - Proteus mirabilis ( NCIMB 13283), Sample 10
Negative (2) Coliform Organism - Pseudomonas aeruginosa ( NCIMB 12469), Sample 4
Blank - Blank Pellet (Qualitative), Samples 2 and 9
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Billings, MT 59101
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EPA ID:
ERA Customer Number:
Report Issued:
Study Dates:

MT00005
E351103
04/25/2022
03/07/2022 - 04/21/2022

WS-308 Final Evaluation Report

TNI
Analyte
Code

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation Method Description Analysis 

Date Z Score Study 
Mean

Study 
Standard 
Deviation

Analyst Name

WS MicrobE™ (Coliforms) (cat# 080C, lot# S308-085C) (Continued)

2525 E.coli - Sample 1 CFU/100mL Presence Presence Presence Acceptable SM9223 COLISURE 22nd ED 
2004 3/14/2022 spb

2525 E.coli - Sample 2 CFU/100mL Absence Absence Absence Acceptable SM9223 COLISURE 22nd ED 
2004 3/14/2022 spb

2525 E.coli - Sample 3 CFU/100mL Absence Absence Absence Acceptable SM9223 COLISURE 22nd ED 
2004 3/14/2022 spb

2525 E.coli - Sample 4 CFU/100mL Absence Absence Absence Acceptable SM9223 COLISURE 22nd ED 
2004 3/14/2022 spb

2525 E.coli - Sample 5 CFU/100mL Absence Absence Absence Acceptable SM9223 COLISURE 22nd ED 
2004 3/14/2022 spb

2525 E.coli - Sample 6 CFU/100mL Absence Presence Presence Not Acceptable SM9223 COLISURE 22nd ED 
2004 3/14/2022 spb

2525 E.coli - Sample 7 CFU/100mL Absence Absence Absence Acceptable SM9223 COLISURE 22nd ED 
2004 3/14/2022 spb

2525 E.coli - Sample 8 CFU/100mL Presence Presence Presence Acceptable SM9223 COLISURE 22nd ED 
2004 3/14/2022 spb

2525 E.coli - Sample 9 CFU/100mL Absence Absence Absence Acceptable SM9223 COLISURE 22nd ED 
2004 3/14/2022 spb

2525 E.coli - Sample 10 CFU/100mL Absence Absence Absence Acceptable SM9223 COLISURE 22nd ED 
2004 3/14/2022 spb

Total Coliforms Evaluation : Not Acceptable

Fecal Coliforms Evaluation : Not Reported

E.coli Evaluation : Not Acceptable

Fecal Coliform Organism - Escherichia coli (ATCC 35421), Samples 1, 6 and 8
Total Coliform Organism - Enterobacter cloacae (NCTC 10005), Samples 3, 5 and 7
Negative (1) Coliform Organism - Proteus mirabilis ( NCIMB 13283), Sample 10
Negative (2) Coliform Organism - Pseudomonas aeruginosa ( NCIMB 12469), Sample 4
Blank - Blank Pellet (Qualitative), Samples 2 and 9
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EPA ID:
ERA Customer Number:
Report Issued:
Study Dates:

MT00005
E351103
04/25/2022
03/07/2022 - 04/21/2022

WS-308 Final Evaluation Report

TNI
Analyte
Code

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation Method Description Analysis 

Date Z Score Study 
Mean

Study 
Standard 
Deviation

Analyst Name

WS MicrobE™ (Coliforms) (cat# 080D, lot# S308-085D)

2500 Total Coliforms - Sample 1 CFU/100mL Presence Presence Presence Acceptable SM9221B LTB 22nd ED 3/14/2022 spb

2500 Total Coliforms - Sample 2 CFU/100mL Presence Presence Presence Acceptable SM9221B LTB 22nd ED 3/14/2022 spb

2500 Total Coliforms - Sample 3 CFU/100mL Presence Presence Presence Acceptable SM9221B LTB 22nd ED 3/14/2022 spb

2500 Total Coliforms - Sample 4 CFU/100mL Absence Absence Absence Acceptable SM9221B LTB 22nd ED 3/14/2022 spb

2500 Total Coliforms - Sample 5 CFU/100mL Presence Presence Presence Acceptable SM9221B LTB 22nd ED 3/14/2022 spb

2500 Total Coliforms - Sample 6 CFU/100mL Presence Presence Presence Acceptable SM9221B LTB 22nd ED 3/14/2022 spb

2500 Total Coliforms - Sample 7 CFU/100mL Presence Presence Presence Acceptable SM9221B LTB 22nd ED 3/14/2022 spb

2500 Total Coliforms - Sample 8 CFU/100mL Presence Absence Absence Not Acceptable SM9221B LTB 22nd ED 3/14/2022 spb

2500 Total Coliforms - Sample 9 CFU/100mL Absence Absence Absence Acceptable SM9221B LTB 22nd ED 3/14/2022 spb

2500 Total Coliforms - Sample 10 CFU/100mL Absence Absence Absence Acceptable SM9221B LTB 22nd ED 3/14/2022 spb

Total Coliforms Evaluation : Acceptable

Fecal Coliforms Evaluation : Not Reported

E.coli Evaluation : Not Reported

Fecal Coliform Organism - Escherichia coli (ATCC 35421), Samples 2, 5 and 6
Total Coliform Organism - Enterobacter cloacae (NCTC 10005), Samples 1, 3 and 7
Negative (1) Coliform Organism - Proteus mirabilis ( NCIMB 13283), Sample 8
Negative (2) Coliform Organism - Pseudomonas aeruginosa ( NCIMB 12469), Sample 9
Blank - Blank Pellet (Qualitative), Samples 4 and 10
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Date Z Score Study 
Mean

Study 
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Analyst Name

WS MicrobE™ (Coliforms) (cat# 080D, lot# S308-085D) (Continued)

2530 Fecal Coliforms - Sample 1 CFU/100mL Absence Absence Not Reported   

2530 Fecal Coliforms - Sample 2 CFU/100mL Presence Presence Not Reported   

2530 Fecal Coliforms - Sample 3 CFU/100mL Absence Absence Not Reported   

2530 Fecal Coliforms - Sample 4 CFU/100mL Absence Absence Not Reported   

2530 Fecal Coliforms - Sample 5 CFU/100mL Presence Presence Not Reported   

2530 Fecal Coliforms - Sample 6 CFU/100mL Presence Presence Not Reported   

2530 Fecal Coliforms - Sample 7 CFU/100mL Absence Absence Not Reported   

2530 Fecal Coliforms - Sample 8 CFU/100mL Absence Absence Not Reported   

2530 Fecal Coliforms - Sample 9 CFU/100mL Absence Absence Not Reported   

2530 Fecal Coliforms - Sample 10 CFU/100mL Absence Absence Not Reported   

Total Coliforms Evaluation : Acceptable

Fecal Coliforms Evaluation : Not Reported

E.coli Evaluation : Not Reported

Fecal Coliform Organism - Escherichia coli (ATCC 35421), Samples 2, 5 and 6
Total Coliform Organism - Enterobacter cloacae (NCTC 10005), Samples 1, 3 and 7
Negative (1) Coliform Organism - Proteus mirabilis ( NCIMB 13283), Sample 8
Negative (2) Coliform Organism - Pseudomonas aeruginosa ( NCIMB 12469), Sample 9
Blank - Blank Pellet (Qualitative), Samples 4 and 10
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WS-308 Final Evaluation Report

TNI
Analyte
Code

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation Method Description Analysis 

Date Z Score Study 
Mean

Study 
Standard 
Deviation

Analyst Name

WS MicrobE™ (Coliforms) (cat# 080D, lot# S308-085D) (Continued)

2525 E.coli - Sample 1 CFU/100mL Absence Absence Not Reported   

2525 E.coli - Sample 2 CFU/100mL Presence Presence Not Reported   

2525 E.coli - Sample 3 CFU/100mL Absence Absence Not Reported   

2525 E.coli - Sample 4 CFU/100mL Absence Absence Not Reported   

2525 E.coli - Sample 5 CFU/100mL Presence Presence Not Reported   

2525 E.coli - Sample 6 CFU/100mL Presence Presence Not Reported   

2525 E.coli - Sample 7 CFU/100mL Absence Absence Not Reported   

2525 E.coli - Sample 8 CFU/100mL Absence Absence Not Reported   

2525 E.coli - Sample 9 CFU/100mL Absence Absence Not Reported   

2525 E.coli - Sample 10 CFU/100mL Absence Absence Not Reported   

Total Coliforms Evaluation : Acceptable

Fecal Coliforms Evaluation : Not Reported

E.coli Evaluation : Not Reported

Fecal Coliform Organism - Escherichia coli (ATCC 35421), Samples 2, 5 and 6
Total Coliform Organism - Enterobacter cloacae (NCTC 10005), Samples 1, 3 and 7
Negative (1) Coliform Organism - Proteus mirabilis ( NCIMB 13283), Sample 8
Negative (2) Coliform Organism - Pseudomonas aeruginosa ( NCIMB 12469), Sample 9
Blank - Blank Pellet (Qualitative), Samples 4 and 10

WS Heterotrophic Plate Count (cat# 079, lot# S308-084)

2555 Heterotrophic Plate Count (MF, PP) CFU/mL 77.0 51.0 - 116 Not Reported   77.0 16.3

2555 Heterotrophic Plate Count (MPN) MPN/mL 100 79.5 50.9 - 124 Acceptable Simplate 2000 3/14/2022 0.0790 79.5 18.3 spd
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Study 
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Deviation
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WS Haloacetic Acids (HAA) (cat# 852, lot# S308-684)

9312 Bromoacetic acid µg/L 23.1 25.0 15.0 - 35.0 Acceptable EPA 552.2 1 1995 3/20/2022 -0.354 23.7 1.68 srs

9315 Bromochloroacetic acid µg/L 18.8 21.6 13.0 - 30.2 Acceptable EPA 552.2 1 1995 3/20/2022 -5.07 22.4 0.709 srs

9336 Chloroacetic acid µg/L 16 20.2 12.1 - 28.3 Acceptable EPA 552.2 1 1995 3/20/2022 -1.80 20.2 2.33 srs

9357 Dibromoacetic acid µg/L 20.7 23.8 14.3 - 33.3 Acceptable EPA 552.2 1 1995 3/20/2022 -1.65 23.0 1.41 srs

9360 Dichloroacetic acid µg/L 25.6 32.3 19.4 - 45.2 Acceptable EPA 552.2 1 1995 3/20/2022 -1.21 29.0 2.81 srs

9642 Trichloroacetic acid µg/L 9.06 10.4 6.24 - 14.6 Acceptable EPA 552.2 1 1995 3/20/2022 -1.74 10.7 0.933 srs

WS Halomethanes (THMs) (cat# 842, lot# S308-702)

4395 Bromodichloromethane µg/L 45.7 44.1 35.3 - 52.9 Acceptable EPA 524.2 4.1 1995 4/6/2022 0.162 45.0 4.45 jdb

4400 Bromoform µg/L 12.5 12.4 9.92 - 14.9 Acceptable EPA 524.2 4.1 1995 4/6/2022 0.136 12.3 1.50 jdb

4575 Chlorodibromomethane µg/L 16.3 15.6 12.5 - 18.7 Acceptable EPA 524.2 4.1 1995 4/6/2022 0.144 16.1 1.54 jdb

4505 Chloroform µg/L 12.3 12.8 10.2 - 15.4 Acceptable EPA 524.2 4.1 1995 4/6/2022 -0.111 12.4 0.818 jdb
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Date Z Score Study 
Mean

Study 
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Analyst Name

WS Regulated Volatiles (cat# 840, lot# S308-703)

4375 Benzene µg/L 7.33 8.24 4.94 - 11.5 Acceptable EPA 524.2 4.1 1995 4/4/2022 -1.14 8.25 0.804 jdb

4455 Carbon tetrachloride µg/L 12.5 13.5 10.8 - 16.2 Acceptable EPA 524.2 4.1 1995 4/4/2022 -0.357 13.2 1.98 jdb

4475 Chlorobenzene µg/L 13.5 13.6 10.9 - 16.3 Acceptable EPA 524.2 4.1 1995 4/4/2022 -0.206 13.8 1.35 jdb

4610 1,2-Dichlorobenzene µg/L 19.8 18.7 15.0 - 22.4 Acceptable EPA 524.2 4.1 1995 4/4/2022 1.24 18.4 1.15 jdb

4620 1,4-Dichlorobenzene µg/L 11.6 11.9 9.52 - 14.3 Acceptable EPA 524.2 4.1 1995 4/4/2022 -0.104 11.7 1.15 jdb

4635 1,2-Dichloroethane µg/L 6.12 7.69 4.61 - 10.8 Acceptable EPA 524.2 4.1 1995 4/4/2022 -1.75 7.75 0.927 jdb

4640 1,1-Dichloroethylene µg/L 5.43 5.45 3.27 - 7.63 Acceptable EPA 524.2 4.1 1995 4/4/2022 -0.364 5.70 0.742 jdb

4645 cis-1,2-Dichloroethylene µg/L 5.72 6.00 3.60 - 8.40 Acceptable EPA 524.2 4.1 1995 4/4/2022 -0.599 6.11 0.653 jdb

4700 trans-1,2-Dichloroethylene µg/L 12.9 13.7 11.0 - 16.4 Acceptable EPA 524.2 4.1 1995 4/4/2022 -0.354 13.4 1.36 jdb

4655 1,2-Dichloropropane µg/L 4.5 5.13 3.08 - 7.18 Acceptable EPA 524.2 4.1 1995 4/4/2022 -1.21 5.13 0.520 jdb

4765 Ethylbenzene µg/L 9.78 9.63 5.78 - 13.5 Acceptable EPA 524.2 4.1 1995 4/4/2022 0.0133 9.77 1.07 jdb

4975 Methylene chloride (Dichloromethane) µg/L 10.4 13.4 10.7 - 16.1 Not Acceptable EPA 524.2 4.1 1995 4/4/2022 -1.64 12.6 1.36 jdb

5100 Styrene µg/L 4.02 3.84 2.30 - 5.38 Acceptable EPA 524.2 4.1 1995 4/4/2022 -0.268 4.14 0.452 jdb

5115 Tetrachloroethylene µg/L 7.71 7.42 4.45 - 10.4 Acceptable EPA 524.2 4.1 1995 4/4/2022 0.209 7.51 0.955 jdb

5140 Toluene µg/L 13.8 13.7 11.0 - 16.4 Acceptable EPA 524.2 4.1 1995 4/4/2022 0.0584 13.7 1.31 jdb

5155 1,2,4-Trichlorobenzene µg/L 15.4 15.3 12.2 - 18.4 Acceptable EPA 524.2 4.1 1995 4/4/2022 -0.00800 15.4 2.32 jdb

5160 1,1,1-Trichloroethane µg/L 4.98 5.94 3.56 - 8.32 Acceptable EPA 524.2 4.1 1995 4/4/2022 -0.917 5.68 0.760 jdb

5165 1,1,2-Trichloroethane µg/L 2.69 3.05 1.83 - 4.27 Acceptable EPA 524.2 4.1 1995 4/4/2022 -1.13 2.99 0.262 jdb

5170 Trichloroethylene µg/L 3.56 4.13 2.48 - 5.78 Acceptable EPA 524.2 4.1 1995 4/4/2022 -0.643 3.81 0.389 jdb

5235 Vinyl chloride µg/L 5.49 6.50 3.90 - 9.10 Acceptable EPA 524.2 4.1 1995 4/4/2022 -1.10 6.22 0.664 jdb
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WS Regulated Volatiles (cat# 840, lot# S308-703) (Continued)

5260 Xylenes, total µg/L 29.9 29.7 23.8 - 35.6 Acceptable EPA 524.2 4.1 1995 4/4/2022 -0.0619 30.1 3.40 jdb
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WS Unregulated Volatiles (cat# 841, lot# S308-683)

4385 Bromobenzene µg/L 9.77 10.6 8.48 - 12.7 Acceptable EPA 524.2 4.1 1995 4/7/2022 -0.909 10.4 0.719 jdb

4390 Bromochloromethane µg/L < 1.2 < 1.20 0.00 - 1.20 Acceptable EPA 524.2 4.1 1995 4/7/2022 jdb

4950 Bromomethane µg/L < 3 < 3.00 0.00 - 3.00 Acceptable EPA 524.2 4.1 1995 4/7/2022 jdb

5000 tert-Butyl methyl ether (MTBE) µg/L 34.4 36.6 29.3 - 43.9 Acceptable EPA 524.2 4.1 1995 4/7/2022 -0.896 36.5 2.36 jdb

4435 n-Butylbenzene µg/L 8.47 8.84 5.30 - 12.4 Acceptable EPA 524.2 4.1 1995 4/7/2022 0.605 8.31 0.261 jdb

4440 sec-Butylbenzene µg/L 16.6 15.8 12.6 - 19.0 Acceptable EPA 524.2 4.1 1995 4/7/2022 0.308 16.3 1.10 jdb

4445 tert-Butylbenzene µg/L < 1.2 < 1.20 0.00 - 1.20 Acceptable EPA 524.2 4.1 1995 4/7/2022 jdb

4485 Chloroethane µg/L 6.64 7.20 4.32 - 10.1 Acceptable EPA 524.2 4.1 1995 4/7/2022 -0.299 6.92 0.925 jdb

4960 Chloromethane µg/L < 3 < 3.00 0.00 - 3.00 Acceptable EPA 524.2 4.1 1995 4/7/2022 jdb

4535 2-Chlorotoluene µg/L 7.88 9.01 5.41 - 12.6 Acceptable EPA 524.2 4.1 1995 4/7/2022 -1.20 8.71 0.694 jdb

4540 4-Chlorotoluene µg/L < 1.2 < 1.20 0.00 - 1.20 Acceptable EPA 524.2 4.1 1995 4/7/2022 jdb

4595 Dibromomethane µg/L 12.7 13.4 10.7 - 16.1 Acceptable EPA 524.2 4.1 1995 4/7/2022 -1.13 13.6 0.777 jdb

4615 1,3-Dichlorobenzene µg/L 8.81 8.67 5.20 - 12.1 Acceptable EPA 524.2 4.1 1995 4/7/2022 0.0112 8.81 0.297 jdb

4625 Dichlorodifluoromethane (Freon 12) µg/L < 3 < 3.00 0.00 - 3.00 Acceptable EPA 524.2 4.1 1995 4/7/2022 jdb

4630 1,1-Dichloroethane µg/L 9.26 9.84 5.90 - 13.8 Acceptable EPA 524.2 4.1 1995 4/7/2022 -0.862 9.96 0.814 jdb

4660 1,3-Dichloropropane µg/L 11.8 13.2 10.6 - 15.8 Acceptable EPA 524.2 4.1 1995 4/7/2022 -1.65 12.6 0.455 jdb

4665 2,2-Dichloropropane µg/L 5.3 5.75 3.45 - 8.05 Acceptable EPA 524.2 4.1 1995 4/7/2022 0.659 4.82 0.723 jdb

4670 1,1-Dichloropropene µg/L 11.6 13.6 10.9 - 16.3 Acceptable EPA 524.2 4.1 1995 4/7/2022 -0.932 12.5 0.969 jdb

4680 cis-1,3-Dichloropropene µg/L 7.96 8.57 5.14 - 12.0 Acceptable EPA 524.2 4.1 1995 4/7/2022 -0.462 8.25 0.622 jdb

4685 trans-1,3-Dichloropropene µg/L 18.9 19.2 15.4 - 23.0 Acceptable EPA 524.2 4.1 1995 4/7/2022 0.893 18.7 0.269 jdb
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WS Unregulated Volatiles (cat# 841, lot# S308-683) (Continued)

5175 Fluorotrichloromethane µg/L < 3 < 3.00 0.00 - 3.00 Acceptable EPA 524.2 4.1 1995 4/7/2022 jdb

4835 Hexachlorobutadiene µg/L 8.48 8.74 5.24 - 12.2 Acceptable EPA 524.2 4.1 1995 4/7/2022 0.211 8.34 0.671 jdb

4900 Isopropylbenzene µg/L 2.33 2.73 1.64 - 3.82 Acceptable EPA 524.2 4.1 1995 4/7/2022 -1.03 2.58 0.240 jdb

4910 4-Isopropyltoluene µg/L 15.2 14.9 11.9 - 17.9 Acceptable EPA 524.2 4.1 1995 4/7/2022 -0.399 15.6 1.01 jdb

5005 Naphthalene µg/L 17.1 20.9 14.6 - 27.2 Acceptable EPA 524.2 4.1 1995 4/7/2022 -0.911 19.9 3.11 jdb

5090 n-Propylbenzene µg/L 12.2 12.7 10.2 - 15.2 Acceptable EPA 524.2 4.1 1995 4/7/2022 -0.694 12.7 0.761 jdb

5105 1,1,1,2-Tetrachloroethane µg/L 8.09 8.33 5.00 - 11.7 Acceptable EPA 524.2 4.1 1995 4/7/2022 -0.147 8.15 0.397 jdb

5110 1,1,2,2-Tetrachloroethane µg/L 9.68 11.3 9.04 - 13.6 Acceptable EPA 524.2 4.1 1995 4/7/2022 -1.31 10.9 0.954 jdb

5150 1,2,3-Trichlorobenzene µg/L 6.7 6.92 4.15 - 9.69 Acceptable EPA 524.2 4.1 1995 4/7/2022 -1.13 7.22 0.466 jdb

5180 1,2,3-Trichloropropane (TCP) µg/L 9.39 10.6 8.48 - 12.7 Acceptable EPA 524.2 4.1 1995 4/7/2022 -1.29 10.4 0.783 jdb

5210 1,2,4-Trimethylbenzene µg/L 6.78 6.63 3.98 - 9.28 Acceptable EPA 524.2 4.1 1995 4/7/2022 -0.00472 6.78 0.353 jdb

5215 1,3,5-Trimethylbenzene µg/L 15.3 16.1 12.9 - 19.3 Acceptable EPA 524.2 4.1 1995 4/7/2022 -0.756 16.3 1.26 jdb
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WS Pesticides (cat# 850, lot# S308-709)

7005 Alachlor µg/L 15.4 12.0 6.60 - 17.4 Acceptable EPA 525.2 2 1995 3/22/2022 4.69 11.6 0.801 kmf

7025 Aldrin µg/L 0.189 0.540 0.235 - 0.694 Not Acceptable EPA 525.2 2 1995 3/26/2022 -1.63 0.421 0.142 kmf

7065 Atrazine µg/L 6.43 13.9 7.64 - 20.2 Not Acceptable EPA 525.2 2 1995 3/26/2022 -3.95 15.3 2.26 kmf

7120 gamma-BHC (Lindane) µg/L 1.86 1.74 0.957 - 2.52 Acceptable EPA 525.2 2 1995 3/22/2022 1.73 1.61 0.143 kmf

7130 Bromacil µg/L < 0.870 0.00 - 0.870 Not Reported   

7160 Butachlor µg/L 7.83 8.30 4.56 - 12.0 Acceptable EPA 525.2 2 1995 4/7/2022 -0.239 7.93 0.426 kmf

7410 Diazinon µg/L < 1.06 0.00 - 1.06 Not Reported   

7470 Dieldrin µg/L 1.25 1.18 0.649 - 1.71 Acceptable EPA 525.2 2 1995 3/26/2022 1.60 1.12 0.0802 kmf

7540 Endrin µg/L 0.783 0.806 0.564 - 1.05 Acceptable EPA 525.2 2 1995 3/22/2022 0.732 0.720 0.0861 kmf

7685 Heptachlor µg/L 2.06 2.20 1.21 - 3.19 Acceptable EPA 525.2 2 1995 3/26/2022 -0.400 2.18 0.303 kmf

7690 Heptachlor epoxide (beta) µg/L 1.43 1.42 0.781 - 2.06 Acceptable EPA 525.2 2 1995 3/26/2022 1.34 1.26 0.126 kmf

6275 Hexachlorobenzene µg/L 0.936 0.975 0.467 - 1.24 Acceptable EPA 525.2 2 1995 3/26/2022 0.0795 0.927 0.108 kmf

6285 Hexachlorocyclopentadiene µg/L 10.7 11.0 3.26 - 15.6 Acceptable EPA 525.2 2 1995 3/22/2022 0.298 10.3 1.41 kmf

7810 Methoxychlor µg/L 9.92 8.17 4.49 - 11.8 Acceptable EPA 525.2 2 1995 3/22/2022 1.49 7.66 1.52 kmf

7835 Metolachlor µg/L 17.2 13.0 7.15 - 18.8 Acceptable EPA 525.2 2 1995 3/26/2022 1.67 13.7 2.12 kmf

7845 Metribuzin µg/L 4.54 5.51 2.76 - 8.26 Acceptable EPA 525.2 2 1995 3/26/2022 0.0244 4.51 1.23 kmf

7875 Molinate (Ordram) µg/L 15.1 9.42 - 20.2 Not Reported   11.3 0.990

8035 Prometon µg/L 18.9 6.43 - 26.1 Not Reported   15.8 0.00

8045 Propachlor µg/L 9.96 8.75 4.81 - 12.7 Acceptable EPA 525.2 2 1995 3/22/2022 1.74 8.02 1.11 kmf

8125 Simazine µg/L 14.1 17.9 9.84 - 26.0 Acceptable EPA 525.2 2 1995 4/7/2022 -0.243 14.5 1.63 kmf
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WS-308 Final Evaluation Report

TNI
Analyte
Code

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation Method Description Analysis 

Date Z Score Study 
Mean

Study 
Standard 
Deviation

Analyst Name

WS Pesticides (cat# 850, lot# S308-709) (Continued)

8220 Thiobencarb µg/L 18.3 9.66 - 25.0 Not Reported   0.00 0.00

8295 Trifluralin µg/L 7.34 6.40 3.52 - 9.28 Acceptable EPA 525.2 2 1995 3/26/2022 0.222 7.21 0.601 kmf

WS Chlordane (cat# 845, lot# S308-705)

7250 Chlordane, technical µg/L 18.6 15.2 8.36 - 22.0 Acceptable EPA 525.2 2 1995 3/26/2022 1.46 15.5 2.10 kmf

WS Toxaphene (cat# 844, lot# S308-700)

8250 Toxaphene µg/L 3.29 2.91 1.60 - 4.22 Acceptable EPA 525.2 2 1995 3/17/2022 5.39 2.64 0.121 kmf

WS EDB/DBCP/TCP (cat# 847, lot# S308-706)

4570 Dibromochloropropane (DBCP) µg/L 1.93 1.78 1.07 - 2.49 Acceptable EPA 504.1 1.1 1995 3/22/2022 0.652 1.83 0.153 clt

4585 Ethylene Dibromide (EDB) µg/L 1.16 1.26 0.756 - 1.76 Acceptable EPA 504.1 1.1 1995 3/22/2022 -0.161 1.18 0.127 clt

5180 1,2,3-Trichloropropane (TCP) µg/L 0.233 0.247 0.148 - 0.346 Acceptable EPA 504.1 1.1 1995 3/17/2022 -0.754 0.265 0.0429 clt
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WS-308 Final Evaluation Report

TNI
Analyte
Code

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation Method Description Analysis 

Date Z Score Study 
Mean

Study 
Standard 
Deviation

Analyst Name

WS Regulated Semivolatiles Ampule #1 (cat# 848, lot# S308-690)

5500 Acenaphthene µg/L 6.64 7.30 3.96 - 9.04 Acceptable EPA 525.2 2 1995 3/22/2022 6.64 0.00 kmf

5505 Acenaphthylene µg/L 5.54 5.89 3.21 - 7.61 Acceptable EPA 525.2 2 1995 3/26/2022 0.707 4.67 1.23 kmf

5555 Anthracene µg/L 3.4 3.36 1.62 - 4.28 Acceptable EPA 525.2 2 1995 3/26/2022 -0.707 3.40 0.00707 kmf

5575 Benzo(a)anthracene µg/L 5.76 5.29 3.06 - 6.66 Acceptable EPA 525.2 2 1995 3/26/2022 0.707 5.33 0.608 kmf

5585 Benzo(b)fluoranthene µg/L 4.8 4.16 2.36 - 5.60 Acceptable EPA 525.2 2 1995 3/26/2022 0.707 4.50 0.431 kmf

5600 Benzo(k)fluoranthene µg/L 5.83 4.63 2.66 - 6.20 Acceptable EPA 525.2 2 1995 3/26/2022 0.707 5.14 0.976 kmf

5590 Benzo(g,h,i)perylene µg/L 7.47 6.47 3.31 - 9.00 Acceptable EPA 525.2 2 1995 4/1/2022 0.707 7.44 0.0495 kmf

5580 Benzo(a)pyrene µg/L 2.56 2.37 1.02 - 2.99 Acceptable EPA 525.2 2 1995 3/26/2022 1.49 2.24 0.211 kmf

5670 Butylbenzylphthalate µg/L 53.4 45.7 27.0 - 64.9 Acceptable EPA 525.2 2 1995 4/3/2022 1.06 47.7 5.34 kmf

5855 Chrysene µg/L 7.83 7.33 4.54 - 9.26 Acceptable EPA 525.2 2 1995 3/22/2022 0.707 7.12 1.01 kmf

5895 Dibenz(a,h)anthracene µg/L 6.42 5.92 3.05 - 8.26 Acceptable EPA 525.2 2 1995 3/26/2022 0.707 6.21 0.297 kmf

6070 Diethylphthalate µg/L 42.5 36.6 21.9 - 49.9 Acceptable EPA 525.2 2 1995 4/3/2022 1.06 36.7 5.48 kmf

6135 Dimethylphthalate µg/L 46.7 48.7 25.7 - 65.7 Acceptable EPA 525.2 2 1995 4/3/2022 0.617 41.3 8.70 kmf

5925 Di-n-butylphthalate µg/L 41.5 40.4 23.6 - 57.3 Acceptable EPA 525.2 2 1995 4/3/2022 0.940 38.7 3.01 kmf

6200 Di-n-octylphthalate µg/L 42.0 22.4 - 57.8 Not Reported   33.0 0.00

6062 bis(2-Ethylhexyl)adipate µg/L 39.3 33.1 20.9 - 43.3 Acceptable EPA 525.2 2 1995 4/3/2022 1.44 35.6 2.58 kmf

6065 bis(2-Ethylhexyl)phthalate µg/L 22.6 19.1 9.61 - 28.2 Acceptable EPA 525.2 2 1995 4/3/2022 1.12 19.9 2.44 kmf

6265 Fluoranthene µg/L 7.98 6.13 3.51 - 7.98 Acceptable EPA 525.2 2 1995 3/22/2022 7.98 0.00 kmf

6270 Fluorene µg/L 2.09 1.87 1.19 - 2.39 Acceptable EPA 525.2 2 1995 3/22/2022 0.707 2.04 0.0778 kmf

6315 Indeno(1,2,3-cd)pyrene µg/L 8.46 9.90 5.02 - 13.7 Acceptable EPA 525.2 2 1995 3/22/2022 -0.707 9.58 1.58 kmf
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WS Regulated Semivolatiles Ampule #1 (cat# 848, lot# S308-690) (Continued)

5005 Naphthalene µg/L 9.66 9.85 4.91 - 12.3 Acceptable EPA 525.2 2 1995 3/22/2022 9.66 0.00 kmf

6615 Phenanthrene µg/L 9.08 9.93 6.59 - 12.3 Acceptable EPA 525.2 2 1995 4/1/2022 0.707 8.79 0.410 kmf

6665 Pyrene µg/L 6.25 7.74 4.88 - 9.89 Acceptable EPA 525.2 2 1995 3/22/2022 -0.707 6.68 0.601 kmf

WS Chlorinated Acid Herbicides (cat# 851, lot# S308-704)

8505 Acifluorfen µg/L 30.6 15.3 - 45.9 Not Reported   34.1 2.97

8530 Bentazon µg/L 86.8 49.5 - 115 Not Reported   84.0 8.27

8540 Chloramben µg/L 51.9 17.0 - 68.3 Not Reported   50.7 0.00

8545 2,4-D µg/L 29.6 37.2 18.6 - 55.8 Acceptable EPA 515.4 1 2000 3/24/2022 -0.947 35.9 6.66 jmh

8550 Dacthal diacid (DCPA) µg/L 46.7 24.2 - 68.0 Not Reported   44.2 0.00

8555 Dalapon µg/L 25.5 27.8 13.9 - 41.7 Acceptable EPA 515.4 1 2000 3/24/2022 -1.06 28.7 3.00 jmh

8560 2,4-DB µg/L 45.9 66.6 33.3 - 99.9 Acceptable EPA 515.4 1 2000 3/24/2022 -1.15 62.2 14.2 jmh

8595 Dicamba µg/L 26.9 30.2 15.1 - 45.3 Acceptable EPA 515.4 1 2000 3/24/2022 -0.482 29.5 5.46 jmh

8600 3,5-Dichlorobenzoic acid µg/L 62.2 32.7 - 80.4 Not Reported   73.1 18.6

8605 Dichlorprop µg/L 23.5 27.6 13.5 - 38.0 Acceptable EPA 515.4 1 2000 3/24/2022 -0.889 29.0 6.20 jmh

8620 Dinoseb µg/L 18.2 31.6 11.0 - 44.3 Acceptable EPA 515.4 1 2000 3/24/2022 -1.59 29.4 7.03 jmh

6500 4-Nitrophenol µg/L 11.3 1.47 - 13.7 Not Reported   9.26 3.88

6605 Pentachlorophenol µg/L 7.36 8.25 4.12 - 12.4 Acceptable EPA 515.4 1 2000 3/24/2022 -0.715 8.22 1.21 jmh

8645 Picloram µg/L 58.8 62.7 31.4 - 94.0 Acceptable EPA 515.4 1 2000 3/24/2022 -0.920 65.8 7.62 jmh

8655 2,4,5-T µg/L 15.0 7.50 - 22.5 Not Reported   17.8 3.23

8650 2,4,5-TP (Silvex) µg/L 64.7 81.5 40.8 - 122 Acceptable EPA 515.4 1 2000 3/24/2022 -1.10 80.4 14.2 jmh
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WS Regulated Semivolatiles #2 Herbicides (cat# 849, lot# S308-691)

9390 Diquat µg/L 35.3 17.6 - 53.0 Not Reported   26.2 2.11

7525 Endothall µg/L 404 441 220 - 662 Acceptable EPA 548.1 1 1992 3/17/2022 -1.05 448 41.7 dsm

9411 Glyphosate µg/L 662 530 - 794 Not Reported   692 0.00

9528 Paraquat µg/L 78.4 37.2 - 87.4 Not Reported   40.7 0.00

16341 Table Mountain Pkwy • Golden, CO 80403 • 800.372.0122 • 303.431.8454 • fax 303.421.0159 • www.eraqc.com Study # : WS-308

All analytes are included in ERA’s A2LA accreditation. Lab Code: 1539-01

Ver. 1
Page 38 of 39



Chlordane Chlorinated Acid Herbicides Cyanide EDB/DBCP/TCP Haloacetic Acids (HAA)
Halomethanes (THMs) Hardness Heterotrophic Plate Count Inorganic Disinfection #2 Inorganics
Mercury Metals Nitrite o-Phosphate Nutrients pH
Regulated Semivolatiles #2 
Herbicides

Regulated Semivolatiles 
Ampule #1

Residual Chlorine Toxaphene Turbidity

Unregulated Volatiles

CERTIFICATE OF RECOGNITION
ERA congratulates

Energy Laboratories, MT
WS-308

For your participation and successful evaluation, we recognize the performance of this laboratory for achieving 
acceptable evaluation in the following standards.

Matthew Seebeck
Quality Officer E351103
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August 29, 2022

Leigh Ann Wise
Energy Laboratories, MT
1120 S 27th St
Billings, MT 59101

Enclosed is your final report for ERA's WS-312 WatR™Supply Proficiency Testing (PT) study.  Your final report 
includes an evaluation of all results submitted by your laboratory to ERA.
 
Data Evaluation Protocols: All analytes in ERA's WS-312 WatR™Supply Proficiency Testing (PT) study have been 
evaluated using the following tiered approach. If the analyte is listed in the most current TNI Fields of Proficiency 
Testing (FoPT) table the evaluation was completed by comparing the reported result to the acceptance limits generated 
using the criteria contained in the table and the evaluation criteria contained in the 2016 TNI Standard, Volume 3.  If the 
analyte is not included in the TNI FoPT table, the reported result has been evaluated using the procedures outlined in 
ERA's Standard Operating Procedure for the Generation of Performance Acceptance Limits (SOP 730002268).

Corrective Action Help: As part of your accreditation(s), you may be required to identify the root cause of any "Not 
Acceptable" results, implement the necessary corrective actions, and then satisfy your PT requirements by participating 
in a Supplemental (QuiK™Response) or future ERA PT study.  ERA's technical staff is available to help your laboratory 
resolve any technical issues that may be impairing your PT performance and possibly affecting your routine data 
quality.  Our laboratory and technical staff have many years of collective experience in performing the full range of 
environmental analyses.  As part of our technical support, ERA offers QC samples that can be useful in helping you 
work through your technical issues. 

Thank you for your participation in ERA's WS-312 WatR™Supply Proficiency Testing study.  If you have any questions, 
please contact our Proficiency Testing Department at 1-800-372-0122.

Sincerely,

Craig Huff
Senior Technical Manager

attachments
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Report Recipient Contact/Phone Number Reporting Type

Alaska Shera Hickman / 907-375-8210 All Analytes

ANAB Zaneta Popovska / 414-501-5341 All Analytes

California ELAP Christine Sotelo / 916-341-5175 All Analytes

Colorado Thomas Lill / 303-692-3045 All Analytes

EPA Region 10 Katie Adams / 360-871-8700 All Analytes

EPA Region 8 Marcie Tidd / (303) 462-9476 All Analytes

Florida Vanessa Soto / 904-791-1599 All Analytes

Idaho Ernie Bader / 208-334-2235 x 290 All Analytes

Louisiana (WS) Grant Aucoin / 225-219-5235 All Analytes

Montana Russell Leu / 406-444-5259 All Analytes

Nebraska Tara Wulfekoetter / 402-471-8439 All Analytes

Nevada Paige Menicucci / 775-687-9311 All Analytes

New Mexico (WS) Bethany Anderson / 505-222-9552 All Analytes

North Dakota Cynthia Auen / 701-328-6172 All Analytes

Oregon Travis Bartholomew / 503-693-4122 All Analytes

South Dakota Rea Riggle / 605-773-3368 All Analytes

Texas Frank Jamison / (512) 239-3754 All Analytes

Washington Rebecca Wood / 360-871-8811 All Analytes

Study # : WS-312
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WS-312 Definitions & Study Discussion
Study Dates: 07/11/2022 - 08/25/2022 Report Issued: 08/29/2022

WS Study Definitions WS Study Discussion

The Performance Evaluation:

Acceptable

Not Acceptable

No Evaluation

Reported Value falls within the 
Acceptance Limits.

Reported Value falls outside the 
Acceptance Limits.

Reported Value cannot be evaluated.

ERA's WS-312 WatR™Supply Proficiency Testing study has 
been reviewed by ERA senior management and certified 
compliant with the requirements of the 2016 TNI Standard 
and the criteria contained in the most current TNI Fields of 
Proficiency Testing (FoPT) table. 

ERA's WS-312 WatR™Supply study standards were 
examined for any anomalies.  A full review of all homogeneity, 
stability and accuracy verification data was completed.  All 
analytical verification data for all analytes in the standards 
met the acceptance criteria contained in the 2016 TNI 
Standard and the criteria contained in the most current TNI 
FoPT table.

All activities associated with this proficiency testing study 
were performed by Waters/ERA with the exception of those 
noted below.  The following physical samples/products were 
manufactured for Waters/ERA by a subcontractor:

  Microbiology products with the following catalog numbers:     
          880, 935, 079, 077, 080, 595, 595A, 576, 576A

The data submitted by participating laboratories was also 
examined for study anomalies.  There were no anomalies 
observed during the statistical review of the data.  

ERA's WS-312 WatR™Supply study reports shall not be 
reproduced except in their entirety and not without the 
permission of the participating laboratories.  The report must 
not be used by the participating laboratories to claim product 
endorsement by any agency of the U. S. government.  

The data contained herein are confidential and intended for 
your use only.

If you have any questions or concerns regarding your 
assessment in ERA's WatR™Supply Proficiency Testing 
program, please contact our Proficiency Testing Department 
at 1-800-372-0122.

The Method Description is the method the laboratory reported 
to ERA.

=

=

=

The Reported Value is the value that the laboratory reported 
to ERA.

The ERA Assigned Values are compliant with the most 
current TNI Fields of Proficiency Testing (FoPT) table.  A 
parameter not added to the standard is given an Assigned 
Value of "< PTRL" per the guidelines contained in the 2016 
TNI Standard.  The assigned values are directly traceable to 
the commercially prepared starting materials used to 
manufacture the PT standards. 

The Acceptance Limits are established per the criteria 
contained in the most current TNI FoPT table or ERA's SOP 
for the Generation of Performance Acceptance Limits™ as 
applicable.

Not Reported No Value reported.=

Study # : WS-312
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Not Acceptable Evaluations
TNI

Analyte
Code

Analyte Units Reported Value Assigned Value Acceptance Limits Performance Evaluation Method Description

WS Per- & Polyfluoroalkyl Substances (PFAS) GW & SW (cat# 929, lot# S312-731)

6948 1H, 1H, 2H, 2H-Perfluorodecanesulfonic acid (8:2 FTS) ng/L 407 276 166 - 386 Not Acceptable DoD/DoE QSM 5.4 Table B-15 2021 

16341 Table Mountain Pkwy • Golden, CO 80403 • 800.372.0122 • 303.431.8454 • fax 303.421.0159 • www.eraqc.com Study # : WS-312

All analytes are included in ERA’s A2LA accreditation. Lab Code: 1539-01
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Final Report Results For Laboratory 
Energy Laboratories, MT
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Study:

ERA Customer Number:

Laboratory Name:

WS-312

E351103

Energy Laboratories, MT

Inorganic Results

Final Evaluation Report
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Report Issued:
Study Dates:

MT00005
E351103
08/29/2022
07/11/2022 - 08/25/2022

WS-312 Final Evaluation Report

TNI
Analyte
Code

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation Method Description Analysis 

Date Z Score Study 
Mean

Study 
Standard 
Deviation

Analyst Name

WS Uranium (cat# 858, lot# S312-930)

1184 Uranium (mass) µg/L 8.38 9.11 6.87 - 10.8 Acceptable EPA 200.8 5.4 1994 7/28/2022 -0.717 8.80 0.591 aem

1184 Uranium (mass) µg/L 8.62 9.11 6.87 - 10.8 Acceptable EPA 200.8 5.4 1994 7/28/2022 -0.311 8.80 0.591 aem

WS Silica (cat# 902, lot# S312-785)

1990 Silica as SiO2 mg/L 51.3 45.5 38.7 - 52.3 Acceptable EPA 200.7 4.4 1994 8/1/2022 1.74 45.8 3.15 mas

WS Surfactants - MBAS (cat# 901, lot# S312-784)

2025 Surfactants - MBAS mg/L 0.207 0.210 0.113 - 0.309 Acceptable SM5540C 22nd ED 2011 7/20/2022 -0.0729 0.211 0.0551 mh

WS Corrosivity (cat# 900, lot# S312-980)

1620 Corrosivity S.I.@ 20°C 1.71 1.58 1.18 - 1.98 Acceptable SM2330B 21st ED 2000 8/5/2022 0.883 1.54 0.193 klc

WS Color (cat# 859, lot# S312-661)

1605 Color PC units 20 20.0 10.0 - 30.0 Acceptable SM2120B 22nd ED 2011 7/18/2022 0.328 18.9 3.32 mjb

WS UV 254 Absorbance (cat# 904, lot# S312-662)

2060 UV 254 Absorbance cm-1 0.581 0.552 0.449 - 0.655 Acceptable SM5910B 22nd ED 2011 7/20/2022 1.75 0.533 0.0275 pjw
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Final Evaluation Report
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TNI
Analyte
Code

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation Method Description Analysis 

Date Z Score Study 
Mean

Study 
Standard 
Deviation

Analyst Name

WS PCBs as Decachlorobiphenyl (cat# 839, lot# S312-708)

8880 Aroclor 1016 µg/L < 0.15 < 0.154 0.00 - 0.154 Acceptable EPA 525.2 2 1995 8/11/2022 kmf

8885 Aroclor 1221 µg/L < 2 < 0.106 0.00 - 0.106 Acceptable EPA 525.2 2 1995 8/11/2022 kmf

8890 Aroclor 1232 µg/L < 0.5 < 0.106 0.00 - 0.106 Acceptable EPA 525.2 2 1995 8/11/2022 kmf

8895 Aroclor 1242 µg/L < 0.3 < 0.144 0.00 - 0.144 Acceptable EPA 525.2 2 1995 8/11/2022 kmf

8900 Aroclor 1248 µg/L < 0.18 < 0.175 0.00 - 0.175 Acceptable EPA 525.2 2 1995 8/11/2022 kmf

8905 Aroclor 1254 µg/L < 0.19 < 0.193 0.00 - 0.193 Acceptable EPA 525.2 2 1995 8/11/2022 kmf

8910 Aroclor 1260 µg/L 1.04 1.09 0.682 - 1.53 Acceptable EPA 525.2 2 1995 8/11/2022 -0.465 1.13 0.189 kmf

8872 PCB Aroclor Identity Identity 1260 Not Reported   

9105 PCB as Decachlorobiphenyl µg/L 1.51 0.151 - 3.02 Not Reported   1.69 0.0996
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WS-312 Final Evaluation Report

TNI
Analyte
Code

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation Method Description Analysis 

Date Z Score Study 
Mean

Study 
Standard 
Deviation

Analyst Name

WS Per- & Polyfluoroalkyl Substances (PFAS) GW & SW (cat# 929, lot# S312-731)

9490 11-chloroeicosafluoro-3-oxaundecane-1-
sulfonic acid (11Cl-PF3OUdS) ng/L 459 369 221 - 517 Acceptable DoD/DoE QSM 5.4 Table B-15 

2021 7/26/2022 2.87 312 51.1 blb

6952 9-chlorohexadecafluoro-3-oxanonane-1-
sulfonic acid (9Cl-PF3ONS) ng/L 577 429 257 - 601 Acceptable DoD/DoE QSM 5.4 Table B-15 

2021 7/26/2022 3.83 384 50.4 blb

6951 4,8-dioxa-3H-perfluorononanoic acid (DONA) ng/L 342 256 154 - 358 Acceptable DoD/DoE QSM 5.4 Table B-15 
2021 7/26/2022 4.00 239 25.7 blb

4846 N-ethyl perfluorooctanesulfonamidoacetic 
acid (NEtFOSAA) ng/L 253 224 134 - 314 Acceptable DoD/DoE QSM 5.4 Table B-15 

2021 7/26/2022 3.96 194 14.9 blb

6948 1H, 1H, 2H, 2H-Perfluorodecanesulfonic acid 
(8:2 FTS) ng/L 407 276 166 - 386 Not Acceptable DoD/DoE QSM 5.4 Table B-15 

2021 7/26/2022 3.77 271 36.1 blb

6946 1H, 1H, 2H, 2H-Perfluorohexanesulfonic acid 
(4:2 FTS) ng/L < 60 < 60.0 0.00 - 60.0 Acceptable DoD/DoE QSM 5.4 Table B-15 

2021 7/26/2022 blb

6947 1H, 1H, 2H, 2H-Perfluorooctanesulfonic acid 
(6:2 FTS) ng/L < 60 < 60.0 0.00 - 60.0 Acceptable DoD/DoE QSM 5.4 Table B-15 

2021 7/26/2022 blb

9460 Hexafluoropropylene oxide dimer acid 
(HFPO-DA) ng/L < 60 < 60.0 0.00 - 60.0 Acceptable DoD/DoE QSM 5.4 Table B-15 

2021 7/26/2022 blb

4847 N-methyl perfluorooctanesulfonamidoacetic 
acid (NMeFOSAA) ng/L 119 116 69.6 - 162 Acceptable DoD/DoE QSM 5.4 Table B-15 

2021 7/26/2022 0.567 110 15.7 blb

6956 Nonafluoro-3,6-dioxaheptanoic acid (NFDHA) ng/L 383 230 - 536 Not Reported   342 57.3

6918 Perfluorobutanesulfonic acid (PFBS) ng/L < 60 < 60.0 0.00 - 60.0 Acceptable DoD/DoE QSM 5.4 Table B-15 
2021 7/26/2022 blb

6915 Perfluorobutanoic acid (PFBA) ng/L 310 264 158 - 370 Acceptable DoD/DoE QSM 5.4 Table B-15 
2021 7/26/2022 2.02 252 28.5 blb

6920 Perfluorodecane sulfonic acid (PFDS) ng/L 250 208 125 - 291 Acceptable DoD/DoE QSM 5.4 Table B-15 
2021 7/26/2022 2.34 180 29.9 blb

6905 Perfluorodecanoic acid (PFDA) ng/L 307 256 154 - 358 Acceptable DoD/DoE QSM 5.4 Table B-15 
2021 7/26/2022 1.88 241 35.3 blb

6903 Perfluorododecanoic acid (PFDoA) ng/L 552 460 276 - 644 Acceptable DoD/DoE QSM 5.4 Table B-15 
2021 7/26/2022 1.81 443 60.4 blb

6957 Perfluoro(2-ethoxyethane)sulfonic acid 
(PFEESA) ng/L 248 149 - 347 Not Reported   250 40.9

9470 Perfluoroheptane sulfonic acid (PFHpS) ng/L < 60 < 60.0 0.00 - 60.0 Acceptable DoD/DoE QSM 5.4 Table B-15 
2021 7/26/2022 blb

6908 Perfluoroheptanoic acid (PFHpA) ng/L 438 328 197 - 459 Acceptable DoD/DoE QSM 5.4 Table B-15 
2021 7/26/2022 3.51 307 37.3 blb

6927 Perfluorohexanesulfonic acid (PFHxS) ng/L 291 240 144 - 336 Acceptable DoD/DoE QSM 5.4 Table B-15 
2021 7/26/2022 2.00 229 30.9 blb

6913 Perfluorohexanoic acid (PFHxA) ng/L < 60 < 60.0 0.00 - 60.0 Acceptable DoD/DoE QSM 5.4 Table B-15 
2021 7/26/2022 blb
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WS-312 Final Evaluation Report

TNI
Analyte
Code

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation Method Description Analysis 

Date Z Score Study 
Mean

Study 
Standard 
Deviation

Analyst Name

WS Per- & Polyfluoroalkyl Substances (PFAS) GW & SW (cat# 929, lot# S312-731) (Continued)

6965 Perfluoro-3-methoxypropanoic acid (PFMPA) ng/L 463 278 - 648 Not Reported   431 63.5

6966 Perfluoro-4-methoxybutanoic acid (PFMBA) ng/L 125 75.0 - 175 Not Reported   127 16.6

6929 Perfluorononane sulfonic acid (PFNS) ng/L 112 104 62.4 - 146 Acceptable DoD/DoE QSM 5.4 Table B-15 
2021 7/26/2022 1.26 99.2 10.2 blb

6906 Perfluorononanoic acid (PFNA) ng/L 121 132 79.2 - 185 Acceptable DoD/DoE QSM 5.4 Table B-15 
2021 7/26/2022 -0.164 123 13.2 blb

6917 Perfluorooctane sulfonamide (PFOSAm) ng/L 221 240 144 - 336 Acceptable DoD/DoE QSM 5.4 Table B-15 
2021 7/26/2022 -0.0201 221 18.0 blb

6931 Perfluorooctanesulfonic acid (PFOS) ng/L 546 427 256 - 598 Acceptable DoD/DoE QSM 5.4 Table B-15 
2021 7/26/2022 2.40 423 51.4 blb

6912 Perfluorooctanoic acid (PFOA) ng/L 615 480 288 - 672 Acceptable DoD/DoE QSM 5.4 Table B-15 
2021 7/26/2022 3.36 451 48.9 blb

6914 Perfluoropentanoic acid (PFPeA) ng/L 291 240 144 - 336 Acceptable DoD/DoE QSM 5.4 Table B-15 
2021 7/26/2022 3.90 226 16.6 blb

6934 Perfluoropentane sulfonic acid (PFPeS) ng/L 584 450 270 - 630 Acceptable DoD/DoE QSM 5.4 Table B-15 
2021 7/26/2022 4.04 421 40.3 blb

6902 Perfluorotetradecanoic acid (PFTDA) ng/L 422 420 252 - 588 Acceptable DoD/DoE QSM 5.4 Table B-15 
2021 7/26/2022 0.784 364 73.5 blb

9563 Perfluorotridecanoic acid (PFTrDA) ng/L < 60 < 60.0 0.00 - 60.0 Acceptable DoD/DoE QSM 5.4 Table B-15 
2021 7/26/2022 blb

6904 Perfluoroundecanoic acid (PFUnDA) ng/L 385 336 202 - 470 Acceptable DoD/DoE QSM 5.4 Table B-15 
2021 7/26/2022 1.95 311 37.8 blb
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WS-312 Final Evaluation Report

TNI
Analyte
Code

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation Method Description Analysis 

Date Z Score Study 
Mean

Study 
Standard 
Deviation

Analyst Name

WS Per- and Polyfluoroalkyl Substances (PFAS) Drinking Water (cat# 960, lot# S312-735)

9490 11-chloroeicosafluoro-3-oxaundecane-1-
sulfonic acid (11Cl-PF3OUdS) ng/L 120 122 73.2 - 171 Acceptable EPA 537.1 2018 7/25/2022 0.294 114 20.4 blb

6952 9-chlorohexadecafluoro-3-oxanonane-1-
sulfonic acid (9Cl-PF3ONS) ng/L < 30 < 30.0 0.00 - 30.0 Acceptable EPA 537.1 2018 7/25/2022 blb

6951 4,8-dioxa-3H-perfluorononanoic acid (DONA) ng/L 253 236 142 - 330 Acceptable EPA 537.1 2018 7/25/2022 1.29 224 22.2 blb

4846 N-ethyl perfluorooctanesulfonamidoacetic 
acid (NEtFOSAA) ng/L 157 175 105 - 245 Acceptable EPA 537.1 2018 7/25/2022 -0.0421 158 16.5 blb

9460 Hexafluoropropylene oxide dimer acid 
(HFPO-DA) ng/L 460 462 277 - 647 Acceptable EPA 537.1 2018 7/25/2022 0.626 429 50.2 blb

4847 N-methyl perfluorooctanesulfonamidoacetic 
acid (NMeFOSAA) ng/L 506 462 277 - 647 Acceptable EPA 537.1 2018 7/25/2022 2.09 413 44.7 blb

6918 Perfluorobutanesulfonic acid (PFBS) ng/L 233 243 146 - 340 Acceptable EPA 537.1 2018 7/25/2022 0.146 228 32.8 blb

6905 Perfluorodecanoic acid (PFDA) ng/L 453 488 293 - 683 Acceptable EPA 537.1 2018 7/25/2022 0.114 447 54.9 blb

6903 Perfluorododecanoic acid (PFDoA) ng/L 128 130 78.0 - 182 Acceptable EPA 537.1 2018 7/25/2022 0.475 122 13.5 blb

6908 Perfluoroheptanoic acid (PFHpA) ng/L 127 120 72.0 - 168 Acceptable EPA 537.1 2018 7/25/2022 0.791 117 12.8 blb

6927 Perfluorohexanesulfonic acid (PFHxS) ng/L 204 214 128 - 300 Acceptable EPA 537.1 2018 7/25/2022 0.120 201 26.3 blb

6913 Perfluorohexanoic acid (PFHxA) ng/L 327 312 187 - 437 Acceptable EPA 537.1 2018 7/25/2022 0.930 291 39.1 blb

6906 Perfluorononanoic acid (PFNA) ng/L 374 412 247 - 577 Acceptable EPA 537.1 2018 7/25/2022 -0.291 387 45.7 blb

6931 Perfluorooctanesulfonic acid (PFOS) ng/L 374 418 251 - 585 Acceptable EPA 537.1 2018 7/25/2022 -0.729 401 37.3 blb

6912 Perfluorooctanoic acid (PFOA) ng/L 254 245 147 - 343 Acceptable EPA 537.1 2018 7/25/2022 1.11 231 20.4 blb

6902 Perfluorotetradecanoic acid (PFTDA) ng/L < 30 < 30.0 0.00 - 30.0 Acceptable EPA 537.1 2018 7/25/2022 blb

9563 Perfluorotridecanoic acid (PFTrDA) ng/L < 30 < 30.0 0.00 - 30.0 Acceptable EPA 537.1 2018 7/25/2022 blb

6904 Perfluoroundecanoic acid (PFUnDA) ng/L 168 215 129 - 301 Acceptable EPA 537.1 2018 7/25/2022 -1.68 199 18.6 blb
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Substances (PFAS) 
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Uranium UV 254 Absorbance
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Provider of the proficiency test 

Sigma-Aldrich RTC, Inc. 

2931 Soldier Springs Road 

Laramie, WY 82070 USA 

ptservice@milliporesigma.com 

 

Statistical analysis and reporting powered by 

QuoData GmbH Quality & Statistics!  
 

Authorized release of the report 

Alexus Horton    

(PT coordinator) 

 

Sign:   

 

 

 

If you have any questions about your report, please call 800-576-5690 or email 

ptservice@milliporesigma.com. This report shall not be reproduced except in full, without written 

approval of the laboratory. A laboratory may not claim endorsement by ANAB, TNI or any other federal 

agency. 

 

Sigma-Aldrich RTC, Inc. is accredited by ANAB to provide PT programs for the scope of accreditation 

under ANAB Certificate # AP-1469.  

 

All batch numbers of proficiency testing samples, including microbiological materials, are manufactured 

and tested in accordance with ISO/IEC 17043 requirements. For further information on proficiency 

testing samples, please check the PT product code information on each product detail page located on 

our website. 

 

  

 



Proficiency Testing – Evaluation Report – WS22-2 - WSCHEM_MICRO 

 

2022-05-25 49445622 WS22-2 Page 3 of 24 

Accreditors 

Evaluations of this study will be sent to the accreditor(s) listed below. If any of the information listed 

below is not correct, please contact Sigma-Aldrich RTC immediately. 

Accrediting Agency 

Alaska DEC 

Agency lab code: MT00005 

Lab Certification 

DEC Health Lab 

5251 Dr. MLK Jr Ave 

Anchorage AK 99507 US 

 

Accrediting Agency 

ANAB 

Agency lab code: MT00005 

Zaneta Popovska 

500 Montgomery Place, Suite 625 

Alexandria VA 22314 US 

 

Accrediting Agency 

Colorado DPHE 

Agency lab code: MT00005 

Ben Chouaf 

4300 S Cherry Creek Drive South 

(WQCD-CADM B2) 

Denver CO 80246 US 

 

Accrediting Agency 

EPA Region 10 

Agency lab code: MT00005 

Katie Adams 

7411 Beach Drive East 

Port Orchard WA 98366 US 
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Accrediting Agency 

EPA Region 8 

Agency lab code: MT00005 

Marcie Tidd 

1595 Wynkoop Street 

Denver CO 80202-1129 US 

 

Accrediting Agency 

Florida Department of Health 

Agency lab code: MT00005 

Vanessa Soto 

PO Box 210 

1217 Pearl Street 

Jacksonville FL 32231 US 

 

Accrediting Agency 

Idaho Bureau of Laboratories 

Agency lab code: MT00005 

Ernie Bader 

2220 Old Penitentiary Road 

Boise ID 83712 US 

 

Accrediting Agency 

Louisiana DEQ 

Agency lab code: MT00005 

Paul Bergeron /Jacqueline Prudente 

Office of Environmental Services, Permit Support Services Division, Notifications 

and Accreditations Section  

PO Box 4313 

Baton Rouge LA 70821-4313 US 

 

Accrediting Agency 

Montana Dept. of Public Health & Human Services 

Agency lab code: MT00005 

Russell Leu 

PO Box 4369 

Helena MT 59604-4369 US 
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Accrediting Agency 

Nebraska DEQ 

Agency lab code: MT00005 

Reuel Anderson 

PO Box 98922 

Lincoln NE 68509-8922 US 

 

Accrediting Agency 

Nevada DEP 

Agency lab code: MT00005 

Paige Menicucci 

901 S. Stewart Street 

Ste. 4001 

Carson City NV 89701 US 

 

Accrediting Agency 

North Dakota DOH 

Agency lab code: MT00005 

Cynthia Auen 

2635 East Main, P.O. Box 5520 

Bismarck ND 58506 US 

 

Accrediting Agency 

South Dakota DENR 

Agency lab code: MT00005 

Barbara Friedeman 

 523 E. Capital  

Pierre SD 57501 US 

 

Accrediting Agency 

Texas CEQ 

Agency lab code: MT00005 

Frank Jamison 

Quality Assurance/Laboratory Accreditation 

PO Box 13087 (MC-176) 

Austin TX 78711-3087 US 
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Accrediting Agency 

Washington State Dept. of Ecology 

Agency lab code: MT00005 

Rebecca Wood 

PO Box 488 

Manchester WA 98353 US 
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*  Evaluation parameters used for the statistical analysis: explanation at the end of report; a yellow highlighted results is acceptable but to be checked. 

** Unable to calculate a study mean due to <4 data points being received, therefore an effective evaluation could not be performed. 
1  TNI Compliant, covered by Sigma-Aldrich RTC’s ANAB Proficiency Testing Provider accreditation, Cert. AP-1469 
2  ISO/IEC 17043 Accredited, covered by Sigma-Aldrich RTC’s ANAB Proficiency Testing Provider accreditation, Cert AP-1469  
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Summary Results for WS22-2 
PE1133-500ML Odor - Drinking Water PT 
LRAD2367 
This proficiency testing sample was produced in accordance with ISO/IEC 17043:2010. 

Analyte Reported 
Value 

Assigned 
Value 

Acceptance 
Window 

z-score* 

SM 2150 B 22nd Ed (2011) 20043612 

Organic Disinfection By-Products 

Odor2 

1855 

13.2 

TON 

104 

TON 

44.0 - 164 

TON 

-3.0 

Not Acceptable 

Analyst: PW 

Analysis Date: 2022-04-28 
 Evaluation Criteria – 7* 

Parameters*: a:1, b:0, c:0, d:30 
 

Group Analysis Summary Acceptable: 0/1 Score: 0% - Not Acceptable 
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*  Evaluation parameters used for the statistical analysis: explanation at the end of report; a yellow highlighted results is acceptable but to be checked. 

** Unable to calculate a study mean due to <4 data points being received, therefore an effective evaluation could not be performed. 
1  TNI Compliant, covered by Sigma-Aldrich RTC’s ANAB Proficiency Testing Provider accreditation, Cert. AP-1469 
2  ISO/IEC 17043 Accredited, covered by Sigma-Aldrich RTC’s ANAB Proficiency Testing Provider accreditation, Cert AP-1469  
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Summary Results for WS22-2 
PE1573-2ML Total Cyanide - WS 
- Intended use Water Supply/Drinking Water - 
LRAD1665 
This proficiency testing sample was produced in accordance with ISO/IEC 17043:2010. 

Analyte Reported 
Value 

Assigned 
Value 

Acceptance 
Window 

z-score* 

SM 4500-CN¯ G 22nd ED (2011) 20097012 

Miscellaneous Analytes 

Amenable cyanide2 

1510 

0.34 

mg/L 

0.336 

mg/L 

0.235 - 0.437 

mg/L 

0.1 

Acceptable 

Analyst: bap 

Analysis Date: 2022-04-06 
 Evaluation Criteria – 7* 

Parameters*: a:1, b:0, c:0.15, d:0 
 

Group Analysis Summary Acceptable: 1/1 Score: 100% - Acceptable 
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*  Evaluation parameters used for the statistical analysis; explanation at the end of report 
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Graphical z-score Overview for WS22-2 
PE1133-500ML Odor - Drinking Water PT 

z-score Overview* for WS22-2 and the Previous three Scheduled Studies of this Study Type 

Scheduled Study Analyte – Method Code - Analyst 
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*  Evaluation parameters used for the statistical analysis; explanation at the end of report 
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Graphical z-score Overview for WS22-2 
PE1573-2ML Total Cyanide - WS 

z-score Overview* for WS22-2 and the Previous three Scheduled Studies of this Study Type 

Scheduled Study Analyte – Method Code - Analyst 
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1 Aim of the Proficiency Test 

This interlaboratory study is a proficiency test for the assessment of laboratory performance. It was 

conducted in the framework of external quality assurance and the report provides an external appraisal 

of the participant laboratories’ competence in the particular testing field.   
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* If there are not enough data available to provide Study mean and Study Std. Dev, this is indicated by "---". 
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2 Sample Information 

PE1133-500ML Odor - Drinking Water PT 
LRAD2367 

Analyte Unit Gravimetric 
Value 

PTRL Study  
Mean* 

Study  
Std. Dev.* 

Odor 

1855 

TON 104 0 104 78.1 

 

PE1573-2ML Total Cyanide - WS 
- Intended use Water Supply/Drinking Water - 
LRAD1665 

Analyte Unit Gravimetric 
Value 

PTRL Study  
Mean* 

Study  
Std. Dev.* 

Amenable cyanide 
1510 

mg/L 0.336 ± 

0.0100 

--- --- --- 
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* Only quantitative values are taken into account in the calculation of study mean and study std.dev.  (i.e. without missing results, 

without less-than results, without larger-than results). 
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3 Data Availability 

PE1133-500ML Odor - Drinking Water PT 
LRAD2367 

Analyte Number of participating 
laboratories 

Number of data points 

 in total with quantitative 

data points only* 

in total quantitative 

only* 

Odor 
1855 

4 4 7 7 

 

PE1573-2ML Total Cyanide - WS 
LRAD1665 

Analyte Number of participating 
laboratories 

Number of data points 

 in total with quantitative 
data points only* 

in total quantitative 
only* 

Amenable cyanide 
1510 

3 3 5 5 
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4 Results 

4.1 PE1133-500ML Odor - Drinking Water PT / LRAD2367 

This proficiency testing sample was produced in accordance with ISO/IEC 17043:2010. 

 Odor 4.1.1

No. of participating laboratories (in total / with quant. data points only) 4 / 4 

No. of data points (in total / quantitative) 7 / 7 

Assigned value  104 TON 

Proficiency std. dev. 30.0 TON 

Acceptance window 44.0 - 164 TON 
 

 

Number of laboratories 

with quantitative data 

points is less than 8.  A 

reliable kernel density 

estimation cannot be 

guaranteed. 
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4.2 PE1573-2ML Total Cyanide - WS / LRAD1665 

This proficiency testing sample was produced in accordance with ISO/IEC 17043:2010. 

 Amenable cyanide 4.2.1

No. of participating laboratories (in total / with quant. data points only) 3 / 3 

No. of data points (in total / quantitative) 5 / 5 

Assigned value  0.336 mg/L 

Proficiency std. dev. 0.0504 mg/L 

Acceptance window 0.235 - 0.437 mg/L 
 

 

Number of laboratories 

with quantitative data 

points is less than 8.  A 

reliable kernel density 

estimation cannot be 

guaranteed. 
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5 Statistical Analysis 

5.1 Definitions and Interpretation 

Reported Value 

The participant’s result. 

Assigned Value 

Value attributed to a particular quantity and accepted, sometimes by convention, as having an 

uncertainty appropriate for a given purpose. See ISO/IEC 17043 for additional information. In general, 

the assigned value is the value used to assess proficiency and may or may not be the made to value 

(gravimetric value). 

Acceptance Window 

The range of values that constitute acceptable performance for a laboratory participating in this PT 

study. 

 z-score  

A z-score shows how a single data point compares to normal data. A z-score says not only whether a 

point was above or below average, but how unusual the measurement is. Generally, a method result 

with a z-score less than |2| is considered to be in control and ‘Acceptable’; a z-score between |2| and 

|3| is considered ‘Questionable’, but still within control and ‘Acceptable’ and a z-score greater than |3| 

is considered ‘Not Acceptable’ and the method is out of control. For WS studies, a z-score greater than 

|2| is not acceptable.  

Calculated as z = (Reported Value - Assigned Value) / Proficiency Std. Dev. 

A z-score cannot be provided  

(1) for presence/absence data, 

(2) for identification data and other categorial data, 

(3) where the analyte is not present in the sample, 

(4) for “less than” and “greater than” values, 

(5) NOEC analytes (in the framework of WETT analysis). 

In cases (1) to (3) the participant’s result is only evaluated by “acceptable” if it matches with the 

assigned value. Otherwise the result is indicated as “not acceptable”. In case the analyte is not present 

in the sample and a PTRL is available, the participant’s result is indicated as “acceptable” as long the 

result is less than the PTRL. 

  



Proficiency Testing – Evaluation Report – WS22-2 - WSCHEM_MICRO 

 

 
 

 

 

2022-05-25 49445622 WS22-2 Page 18 of 24 

In case (4) the following evaluation rules will be applied:  

• “less than” values: 

- When the analyte is not present in the sample the result is always “acceptable”. 

- When the analyte is truly present in the sample, the result is only “acceptable” if the 

“less than” value is greater than the lower limit of the acceptance window. 

•  “greater than” values: 

- When the analyte is not present in the sample the result is always “not acceptable”. 

- When the analyte is truly present in the sample, the result is only “acceptable” if the 

“greater than” value is less than the upper limit of the acceptance window. 

In case (5) the result is indicated as “acceptable” if it lies within the acceptance window, otherwise the 

result is indicated as “not acceptable”. 

Proficiency Std. Dev.  

Standard deviation calculated based on Evaluation Criteria. 

PTRL  

Proficiency Testing Reporting Limit 

Study Mean  

Statistical study mean calculated using a robust statistical model. Robust statistical techniques are 

used to minimize the influence extreme results can have on estimates of the mean and standard 

deviation. NOTE - These techniques assign less weight to extreme results, rather than eliminate them 

from a data set. 

Choice of statistical technique: In case of quantitative data points from at least 12 laboratories, 

Algorithm A (ISO 13528, Section C.3.1), and in case of quantitative data points of 4 to 11 laboratories, 

the Hampel estimator (ISO 13528, Section C.5.3) is applied. A study mean cannot be calculated in 

case there are quantitative data points from less than 4 laboratories available. 
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Study Std. Dev. 

Standard deviation calculated from study data using robust statistics. 

In case of quantitative data points from at least 12 laboratories, Algorithm A (ISO 13528, Section 

C.3.1), and in case of quantitative data points of 4 to 11 laboratories, the Q method (ISO 13528, 

Section C.5.2) is applied. A study standard deviation cannot be calculated in case there are 

quantitative data points from less than 4 laboratories available. 

Gravimetric Value 

The ’prepared to’ value, determined by gravimetric means. The uncertainty associated with this value 

is the standard uncertainty and based on Sigma-Aldrich RTC’s gravimetric tolerances. 

Analytical Value 

The measured value, determined after preparation. The uncertainty associated to this value is the 

standard uncertainty and based on the measurement process. 
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5.2 Evaluation Criteria 

1 - Regression Equation  

Acceptance windows based on TNI adopted equation of proficiency value +/- 3 proficiency standard 

deviations and check limits of proficiency value +/- 2 proficiency standard deviations. Proficiency value 

and proficiency standard deviation are calculated from gravimetric variables a, b, c & d as proficiency 

value = a * gravimetric + b and proficiency standard deviation = c * gravimetric + d. 

2 - Study Robust Mean and c, d regression  

Acceptance windows based on TNI adopted equation of proficiency value +/- 3 proficiency standard 

deviations and check limits of proficiency value +/- 2 proficiency standard deviations. Proficiency value 

and proficiency standard deviation calculated from robust study mean and variables c & d as 

proficiency value = robust mean and proficiency standard deviation = c *proficiency value + d. 

3 - Fixed Limits 

Acceptance windows based on span of gravimetric percentage from gravimetric as gravimetric +/- 

gravimetric * percentage. 

4 - Adjustable Fixed Limits  

Acceptance windows based on a span of gravimetric percentage from gravimetric as gravimetric +/- 

gravimetric * lowPercentage where gravimetric < break and gravimetric +/- gravimetric * 

highPercentage where gravimetric >= break. 

5 - Study Statistics  

Acceptance windows based on a number of standard deviations span from the study mean as study 

mean +/- (deviations * standard deviation). 

6 - Log Transform Statistics 

Acceptance windows based on lognormal distributed data. Acceptance windows = mean(lognormal) 

+/- span * standard deviation(lognormal). 

7 - Regression Equation 2SD  

Acceptance windows based on EPA equation of proficiency value +/- 2 proficiency standard deviations. 

Proficiency value and proficiency standard deviation are calculated from gravimetric variables a, b, c & 

d as proficiency value = a * gravimetric + b and proficiency standard deviation = c * gravimetric + d. 

Generally reserved for drinking water studies.  

8 - Study Median and Dilution Levels 

Acceptance windows based on study median ± 1 dilution. If the median falls between two test 

dilutions, then the assigned value is set at the higher value, and the lower acceptance limit is the 

second test dilution below the median, and the upper acceptance limit is the second test dilution above 

the median. Generally reserved for NOEC analytes (in the framework of WETT analysis). 

9 - Fixed Limits based on Analytical Value 

Acceptance windows based on span of analytical value from measurements. 
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6 Notes on the Interpretation of the Results 

z score Overview 

The z-scores are presented as colored triangles. For each item, the z-scores of all analytes of the 

current and the previous (up to three) scheduled studies of this study type. The z-scores depend on 

the lot, analytical method used, and analyst (if given). A red cross is shown if no z-score is available. 

For the assessment of participants by means of z-scores according to ISO/IEC 17043:2010 [2], the 

triangles were colored as follows: 

 |z| ≤ 2	   green  

 2 < |z| < 3	  yellow (WS studies, WETT samples: red) 

 |z|	≥	3    red. 

For |z| ≥ 3, the corresponding triangles are displayed as -3 or 3. For |z| > 	2, the value of the z	score is 

displayed next to the triangle (yellow or red). A z-score = 0 is shown as a light blue vertical bar. 

Interpretation of the z-scores’ overview: 

A z-score < 0, i.e. the triangle points to the left, means that the measurement result is lower than the 

assigned value. 

A z-score > 0, i.e. the triangle points to the right, means that the measurement result is higher than 

the assigned value. 

A z-score = 0, i.e. a light blue vertical bar is shown, means that the measurement result coincides with 

the assigned value. 

Figures per Combination of Item, Lot and Analyte 

The diagram on the left shows the participant results by means of blue diamonds. 

The horizontal blue line indicates the assigned value. 

Both the acceptance and the check limits for the participant results are calculated based on z-scores.  

The acceptance limits are displayed as solid lines and correspond to z-scores of ±3. For WS studies 

and non-NOEC analytes (in the framework of WETT analysis), the acceptance limits correspond to a z-

score ±2. For NOEC analytes (in the framework of WETT analysis), the acceptance limits correspond to 

±1 dilution. 

The check limits are displayed as dashed lines and correspond to z-scores of ±2. They are only 

calculated if a rule is given by the evaluation criterion. 

In case there are at least 8 laboratories with quantitative data points are available: The diagram on the 

right is a kernel density estimation of the distribution of the participant results. The measurement 

values are indicated as small circles. The kernel width is determined by the ISO 13528 formula from 

section 10.3.2 i) a). 
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7 Proficiency Test Item Preparation, Homogeneity 
and Stability Assessment 

Sigma-Aldrich RTC uses proprietary and published methods for the manufacture, homogeneity and 

stability testing of proficiency test items. Sigma-Aldrich RTC’s proficiency test materials meet the 

requirements of ISO 17034. For more information contact Sigma-Aldrich RTC. Additionally, Sigma-

Aldrich RTC complies with the TNI Volume 3 ’General Requirements for Environmental Proficiency Test 

Providers’, EL-V3-2016, for all TNI Fields of Proficiency Testing analytes. 

8 Metrological Traceability 

All preparations are made using balances calibrated annually traceable to NIST standards. Where 

appropriate analytical measurements are traceable through an unbroken chain to NIST standards, or a 

Certified Reference Material manufactured under ISO 17034 in conjunction with ISO/IEC 17025. 

9 Additional Information 

Go to supelco-pt.com for additional information on summary statistics for specific methods, advice on 

the interpretation of the statistical analysis and additional comments/recommendations. Sigma-Aldrich 

RTC recommends that you contact your accreditation body for specific instruction. 

10 References 

[1] ISO 13528: Statistical methods for use in proficiency testing by interlaboratory  
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This section of the report is for informational purposes only. If you are unsure about 
specific accreditation requirements, please contact your state coordinator. 

 

Unacceptable Analytes 

PE1133-500ML Odor - Drinking Water PT 

Analyte Method Number Method Name 

Odor2 20043612 SM 2150 B 22nd Ed (2011) 
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July 1, 2022

Leigh Ann Wise
Energy Laboratories, MT
1120 S 27th St
Billings, MT 59101

Enclosed is your final report for ERA's QuiK™Response program.  Your final report includes an evaluation of all results 
submitted by your laboratory to ERA. The assigned value(s) and acceptance limits were not available to your laboratory 
at or before the time of reporting. 
 
All analytes in ERA's QuiK™Response program are evaluated using the following tiered approach.  If the analyte is 
listed in the most current TNI Fields of Proficiency Testing (FoPT) tables the evaluation was completed by comparing 
the reported result to the acceptance limits generated using the criteria contained in the tables and the evaluation 
criteria contained in the 2016 TNI Standard, Volume 3.  If the analyte is not included in the TNI FoPT tables, the 
reported result has been evaluated using the procedures outlined in ERA's Standard Operating Procedure for the 
Generation of Performance Acceptance Limits (SOP 730002268).  All analytes are included in ERA's A2LA 
accreditation, certification number 1539.01.

The Study Dates listed for each standard in the report are the project ship date (open date) and the date the data was 
submitted for evaluation (close date).  Please note there may be different close dates for different standards within a 
project.

All activities associated with this QuiK™Response project were performed by Waters/ERA with the exception of these 
samples/products which were manufactured for Waters/ERA by a subcontractor: Microbiology products with the 
following catalog numbers; 081, 084, 085, 078, 078A, 083, 083A and Volatiles in Gas Cylinder, catalog number 1100.
 
As part of your accreditation(s), you may be required to identify the root cause of any "Not Acceptable" results, 
implement the necessary corrective actions, and then satisfy your PT requirements by participating in a supplemental 
(QuiK™Response) or future ERA PT study.  ERA's technical staff is available to help your laboratory resolve any 
technical issues that may be impairing your PT performance and possibly affecting the quality of your routine data.  

The data contained herein are confidential and intended for your use only.

If you are using this report for DMRQA Corrective Action, please note the following: permittees must submit a copy of 
this report to your DMR-QA Coordinator, along with your corrective action documentation.  Contract Laboratories 
should send a copy of this report to your permittees upon receipt.

Thank you for your participation in ERA's QuiK™Response program.  If you have any questions, please contact our 
Proficiency Testing Department at 1-800-372-0122.

Sincerely,

Matthew Seebeck
Quality Officer

cc:     Project File Number 052622C

16341 Table Mountain Pkwy • Golden, CO 80403 • 800.372.0122 • 303.431.8454 • fax 303.421.0159 • www.eraqc.com Project # : 052622C

Ver. 1
Page 2 of 7



Report Recipient Contact/Phone Number Reporting Type

Alaska Shera Hickman / 907-375-8210 All Analytes

ANAB Zaneta Popovska / 414-501-5341 All Analytes

Colorado Thomas Lill / 303-692-3045 All Analytes

EPA Region 10 Katie Adams / 360-871-8700 All Analytes

EPA Region 8 Marcie Tidd / (303) 462-9476 All Analytes

Florida Vanessa Soto / 904-791-1599 All Analytes

Idaho Ernie Bader / 208-334-2235 x 290 All Analytes

Louisiana (WS) Grant Aucoin / 225-219-5235 All Analytes

Montana Russell Leu / 406-444-5259 All Analytes

Nebraska Tara Wulfekoetter / 402-471-8439 All Analytes

Nevada Paige Menicucci / 775-687-9311 All Analytes

North Dakota Cynthia Auen / 701-328-6172 All Analytes

South Dakota Rea Riggle / 605-773-3368 All Analytes

Texas Frank Jamison / (512) 239-3754 All Analytes

Washington Rebecca Wood / 360-871-8811 All Analytes
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Not Acceptable Evaluations
There were no Not Acceptable evaluations for this study.
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Billings QA Officer
Energy Laboratories, MT
1120 S 27th St
Billings, MT 59101
(406) 869-6276

EPA ID:
ERA Customer Number:

MT00005
E351103

052622C Final Evaluation Report

TNI
Analyte
Code

Analyte Units Reported 
Value

Assigned 
Value

Acceptance 
Limits

Performance 
Evaluation Method Description Analysis 

Date Z Score Study 
Mean

Study 
Standard 
Deviation

Analyst Name

WS WS SourceWatR™ MicrobE™ (cat# 078, lot# 052622C) Study Dates: 05/26/2022 - 07/01/2022

2500 Total Coliforms (MF) CFU/100mL 79 70.0 43.0 - 112 Acceptable SM9222B M endo 22nd ED 
2010 6/13/2022 0.532 69.5 17.4 spb

2530 Fecal Coliforms (MF) CFU/100mL 49 43.0 22.0 - 84.0 Acceptable SM9222D m FC 22nd ED 
2010 6/13/2022 0.408 42.6 15.7 spb

2525 E.coli (MF) CFU/100mL 70 62.0 33.0 - 113 Acceptable EPA 1603 2009 6/13/2022 0.426 61.5 19.9 spb

2500 Total Coliform (MPN-Multiple Well) MPN/100mL 104 92.9 59.0 - 146 Acceptable SM 9223 B (Colilert Quanti-
Tray)-2004 2004 6/13/2022 0.496 92.9 21.9 spb

2530 Fecal Coliform (MPN-Multiple Well) MPN/100mL 42.2 76.5 34.5 - 170 Acceptable Colilert®-18 (Fecal Coliforms) 
2010 6/13/2022 -1.49 76.5 33.8 spb

2525 E.coli (MPN-Multiple Well) MPN/100mL 104 91.0 57.2 - 145 Acceptable SM 9223 B (Colilert Quanti-
Tray)-2004 2004 6/13/2022 0.576 91.0 21.9 spb

16341 Table Mountain Pkwy • Golden, CO 80403 • 800.372.0122 • 303.431.8454 • fax 303.421.0159 • www.eraqc.com Project # : 052622C

All analytes are included in ERA’s A2LA accreditation. Lab Code: 1539-01
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